
Sample Summary Report

Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U Yes
Dichlorodifluoro

methane
4.9

ug/kg 1.0 U U YesChloromethane 4.9

ug/kg 1.0 U U YesVinyl chloride 4.9

ug/kg 1.0 U U YesBromomethane 4.9

ug/kg 1.0 U U YesChloroethane 4.9

ug/kg 1.0 U U Yes
Trichlorofluorom

ethane
4.9

ug/kg 1.0 U U Yes
1,1-

Dichloroethene
4.9

ug/kg 1.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

4.9

ug/kg 1.0 J J YesAcetone 1.9

ug/kg 1.0 U U YesCarbon disulfide 4.9

ug/kg 1.0 U U YesMethyl acetate 4.9

ug/kg 1.0 JB U Yes
Methylene
chloride

9.8

ug/kg 1.0 U U Yes
trans-1,2-

Dichloroethene
4.9

ug/kg 1.0 U U Yes
Methyl tert-butyl

ether
4.9

ug/kg 1.0 U U Yes
1,1-

Dichloroethane
4.9

ug/kg 1.0 U U Yes
cis-1,2-

Dichloroethene
4.9

ug/kg 1.0 U U Yes2-Butanone 9.8

ug/kg 1.0 U U Yes
Bromochloromet

hane
4.9

ug/kg 1.0 JB U YesChloroform 4.9

ug/kg 1.0 J J Yes
1,1,1-

Trichloroethane
0.22

ug/kg 1.0 U U YesCyclohexane 4.9

ug/kg 1.0 U U Yes
Carbon

tetrachloride
4.9

ug/kg 1.0 U U YesBenzene 4.9

ug/kg 1.0 U U Yes
1,2-

Dichloroethane
4.9

ug/kg 1.0 U R Yes1,4-Dioxane 98

ug/kg 1.0 J J YesTrichloroethene 4.6

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Soil DEFAULT

7.7252

VOA_Low_Med

EPW11037

E50C0

SB-300-SPN-0.5-1213

E50C0

12/16/2013

44049 DATAC

14:45:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U Yes
Methylcyclohexa

ne
4.9

ug/kg 1.0 U U Yes
1,2-

Dichloropropane
4.9

ug/kg 1.0 U U Yes
Bromodichlorom

ethane
4.9

ug/kg 1.0 U U Yes
cis-1,3-

Dichloropropene
4.9

ug/kg 1.0 U U Yes
4-Methyl-2-
Pentanone

9.8

ug/kg 1.0 J U YesToluene 4.9

ug/kg 1.0 U U Yes
trans-1,3-

Dichloropropene
4.9

ug/kg 1.0 U U Yes
1,1,2-

Trichloroethane
4.9

ug/kg 1.0 J U Yes
Tetrachloroethen

e
4.9

ug/kg 1.0 U U Yes2-Hexanone 9.8

ug/kg 1.0 U U Yes
Dibromochlorom

ethane
4.9

ug/kg 1.0 U U Yes
1,2-

Dibromoethane
4.9

ug/kg 1.0 U U YesChlorobenzene 4.9

ug/kg 1.0 J J YesEthylbenzene 0.31

ug/kg 1.0 U U Yeso-Xylene 4.9

ug/kg 1.0 J J Yesm,p-Xylene 0.33

ug/kg 1.0 U U YesStyrene 4.9

ug/kg 1.0 U U YesBromoform 4.9

ug/kg 1.0 U U Yes
Isopropylbenzen

e
4.9

ug/kg 1.0 U U Yes
1,1,2,2-

Tetrachloroethan
e

4.9

ug/kg 1.0 U U Yes
1,3-

Dichlorobenzene
4.9

ug/kg 1.0 U U Yes
1,4-

Dichlorobenzene
4.9

ug/kg 1.0 U U Yes
1,2-

Dichlorobenzene
4.9

ug/kg 1.0 U U Yes
1,2-Dibromo-3-
chloropropane

4.9

ug/kg 1.0 U U Yes
1,2,4-

Trichlorobenzen
e

4.9

ug/kg 1.0 U U Yes
1,2,3-

Trichlorobenzen
e

4.9
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U Yes
Dichlorodifluoro

methane
370

ug/kg 1.0 U U YesChloromethane 370

ug/kg 1.0 U U YesVinyl chloride 370

ug/kg 1.0 U U YesBromomethane 370

ug/kg 1.0 U U YesChloroethane 370

ug/kg 1.0 U U Yes
Trichlorofluorom

ethane
370

ug/kg 1.0 U U Yes
1,1-

Dichloroethene
370

ug/kg 1.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

370

ug/kg 1.0 U U YesAcetone 750

ug/kg 1.0 U U YesCarbon disulfide 370

ug/kg 1.0 U U YesMethyl acetate 370

ug/kg 1.0 JB U Yes
Methylene
chloride

750

ug/kg 1.0 U U Yes
trans-1,2-

Dichloroethene
370

ug/kg 1.0 U U Yes
Methyl tert-butyl

ether
370

ug/kg 1.0 U U Yes
1,1-

Dichloroethane
370

ug/kg 1.0 U U Yes
cis-1,2-

Dichloroethene
370

ug/kg 1.0 JB U Yes2-Butanone 1500

ug/kg 1.0 U U Yes
Bromochloromet

hane
370

ug/kg 1.0 U U YesChloroform 370

ug/kg 1.0 J J Yes
1,1,1-

Trichloroethane
46

ug/kg 1.0 U U YesCyclohexane 370

ug/kg 1.0 U U Yes
Carbon

tetrachloride
370

ug/kg 1.0 U U YesBenzene 370

ug/kg 1.0 U U Yes
1,2-

Dichloroethane
370

ug/kg 1.0 U R Yes1,4-Dioxane 7500

ug/kg 1.0 YesTrichloroethene 1300

ug/kg 1.0 U U Yes
Methylcyclohexa

ne
370

ug/kg 1.0 U U Yes
1,2-

Dichloropropane
370

ug/kg 1.0 U U YesBromodichlorom 370

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Soil DEFAULT

14.413

VOA_Low_Med

EPW11037

E50C1

SB-300-SPN-04-1213

E50C0

12/16/2013

44049 DATAC

15:00:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U Yesethane 370

ug/kg 1.0 U U Yes
cis-1,3-

Dichloropropene
370

ug/kg 1.0 U U Yes
4-Methyl-2-
Pentanone

750

ug/kg 1.0 U U YesToluene 370

ug/kg 1.0 U U Yes
trans-1,3-

Dichloropropene
370

ug/kg 1.0 U U Yes
1,1,2-

Trichloroethane
370

ug/kg 1.0 U U Yes
Tetrachloroethen

e
370

ug/kg 1.0 U U Yes2-Hexanone 750

ug/kg 1.0 U U Yes
Dibromochlorom

ethane
370

ug/kg 1.0 U U Yes
1,2-

Dibromoethane
370

ug/kg 1.0 U U YesChlorobenzene 370

ug/kg 1.0 U U YesEthylbenzene 370

ug/kg 1.0 U U Yeso-Xylene 370

ug/kg 1.0 U U Yesm,p-Xylene 370

ug/kg 1.0 U U YesStyrene 370

ug/kg 1.0 U U YesBromoform 370

ug/kg 1.0 U U Yes
Isopropylbenzen

e
370

ug/kg 1.0 U U Yes
1,1,2,2-

Tetrachloroethan
e

370

ug/kg 1.0 U U Yes
1,3-

Dichlorobenzene
370

ug/kg 1.0 U U Yes
1,4-

Dichlorobenzene
370

ug/kg 1.0 U U Yes
1,2-

Dichlorobenzene
370

ug/kg 1.0 U U Yes
1,2-Dibromo-3-
chloropropane

370

ug/kg 1.0 U U Yes
1,2,4-

Trichlorobenzen
e

370

ug/kg 1.0 U U Yes
1,2,3-

Trichlorobenzen
e

370
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 Yes
1,1-

Dichloroethene
3600

ug/kg 1.0 U U Yes
Dichlorodifluoro

methane
660

ug/kg 1.0 YesBenzene 5000

ug/kg 1.0 U U YesChloromethane 660

ug/kg 1.0 U U YesVinyl chloride 660

ug/kg 1.0 YesTrichloroethene 7000

ug/kg 1.0 U U YesBromomethane 660

ug/kg 1.0 YesToluene 5000

ug/kg 1.0 U YesChlorobenzene 660

ug/kg 1.0 U YesChloroethane 4900

ug/kg 1.0 U U Yes
Trichlorofluorom

ethane
660

ug/kg 1.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

660

ug/kg 1.0 U U YesAcetone 1300

ug/kg 1.0 U U YesCarbon disulfide 660

ug/kg 1.0 U U YesMethyl acetate 660

ug/kg 1.0 U U Yes
Methylene
chloride

660

ug/kg 1.0 U U Yes
trans-1,2-

Dichloroethene
660

ug/kg 1.0 U U Yes
Methyl tert-butyl

ether
660

ug/kg 1.0 U U Yes
1,1-

Dichloroethane
660

ug/kg 1.0 U U Yes
cis-1,2-

Dichloroethene
660

ug/kg 1.0 JB U Yes2-Butanone 2600

ug/kg 1.0 U U Yes
Bromochloromet

hane
660

ug/kg 1.0 U U YesChloroform 660

ug/kg 1.0 J J Yes
1,1,1-

Trichloroethane
27

ug/kg 1.0 U U YesCyclohexane 660

ug/kg 1.0 U U Yes
Carbon

tetrachloride
660

ug/kg 1.0 U U Yes
1,2-

Dichloroethane
660

ug/kg 1.0 U R Yes1,4-Dioxane 13000

ug/kg 1.0 U U Yes
Methylcyclohexa

ne
660

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Soil DEFAULT

14.413

VOA_Low_Med

EPW11037

E50C1MS

SB-300-SPN-04-1213

E50C0

12/16/2013

44049 DATAC

15:00:00

 Page 5 09:56 Fri, Feb 7, 2014



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U Yes
1,2-

Dichloropropane
660

ug/kg 1.0 U U Yes
Bromodichlorom

ethane
660

ug/kg 1.0 U U Yes
cis-1,3-

Dichloropropene
660

ug/kg 1.0 U U Yes
4-Methyl-2-
Pentanone

1300

ug/kg 1.0 U U Yes
trans-1,3-

Dichloropropene
660

ug/kg 1.0 U U Yes
1,1,2-

Trichloroethane
660

ug/kg 1.0 J J Yes
Tetrachloroethen

e
27

ug/kg 1.0 U U Yes2-Hexanone 1300

ug/kg 1.0 U U Yes
Dibromochlorom

ethane
660

ug/kg 1.0 U U Yes
1,2-

Dibromoethane
660

ug/kg 1.0 U U YesEthylbenzene 660

ug/kg 1.0 U U Yeso-Xylene 660

ug/kg 1.0 U U Yesm,p-Xylene 660

ug/kg 1.0 U U YesStyrene 660

ug/kg 1.0 U U YesBromoform 660

ug/kg 1.0 U U Yes
Isopropylbenzen

e
660

ug/kg 1.0 U U Yes
1,1,2,2-

Tetrachloroethan
e

660

ug/kg 1.0 U U Yes
1,3-

Dichlorobenzene
660

ug/kg 1.0 U U Yes
1,4-

Dichlorobenzene
660

ug/kg 1.0 U U Yes
1,2-

Dichlorobenzene
660

ug/kg 1.0 U U Yes
1,2-Dibromo-3-
chloropropane

660

ug/kg 1.0 U U Yes
1,2,4-

Trichlorobenzen
e

660

ug/kg 1.0 U U Yes
1,2,3-

Trichlorobenzen
e

660
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U Yes
Dichlorodifluoro

methane
420

ug/kg 1.0 Yes
1,1-

Dichloroethene
2600

ug/kg 1.0 U YesBenzene 420

ug/kg 1.0 U YesChloromethane 3400

ug/kg 1.0 U YesVinyl chloride 4100

ug/kg 1.0 U YesTrichloroethene 420

ug/kg 1.0 U U YesBromomethane 420

ug/kg 1.0 YesToluene 3500

ug/kg 1.0 U YesChlorobenzene 420

ug/kg 1.0 U YesChloroethane 3600

ug/kg 1.0 U U Yes
Trichlorofluorom

ethane
420

ug/kg 1.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

420

ug/kg 1.0 U U YesAcetone 840

ug/kg 1.0 U U YesCarbon disulfide 420

ug/kg 1.0 U U YesMethyl acetate 420

ug/kg 1.0 JB U Yes
Methylene
chloride

840

ug/kg 1.0 U U Yes
trans-1,2-

Dichloroethene
420

ug/kg 1.0 U U Yes
Methyl tert-butyl

ether
420

ug/kg 1.0 U U Yes
1,1-

Dichloroethane
420

ug/kg 1.0 U U Yes
cis-1,2-

Dichloroethene
420

ug/kg 1.0 JB U Yes2-Butanone 1700

ug/kg 1.0 U U Yes
Bromochloromet

hane
420

ug/kg 1.0 U U YesChloroform 420

ug/kg 1.0 U U Yes
1,1,1-

Trichloroethane
420

ug/kg 1.0 U U YesCyclohexane 420

ug/kg 1.0 U U Yes
Carbon

tetrachloride
420

ug/kg 1.0 U U Yes
1,2-

Dichloroethane
420

ug/kg 1.0 U R Yes1,4-Dioxane 8400

ug/kg 1.0 U U Yes
Methylcyclohexa

ne
420

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Soil DEFAULT

14.413

VOA_Low_Med

EPW11037

E50C1MSD

SB-300-SPN-04-1213

E50C0

12/16/2013

44049 DATAC

15:00:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U Yes
1,2-

Dichloropropane
420

ug/kg 1.0 U U Yes
Bromodichlorom

ethane
420

ug/kg 1.0 U U Yes
cis-1,3-

Dichloropropene
420

ug/kg 1.0 U U Yes
4-Methyl-2-
Pentanone

840

ug/kg 1.0 U U Yes
trans-1,3-

Dichloropropene
420

ug/kg 1.0 U U Yes
1,1,2-

Trichloroethane
420

ug/kg 1.0 U U Yes
Tetrachloroethen

e
420

ug/kg 1.0 U U Yes2-Hexanone 840

ug/kg 1.0 U U Yes
Dibromochlorom

ethane
420

ug/kg 1.0 U U Yes
1,2-

Dibromoethane
420

ug/kg 1.0 U U YesEthylbenzene 420

ug/kg 1.0 U U Yeso-Xylene 420

ug/kg 1.0 U U Yesm,p-Xylene 420

ug/kg 1.0 U U YesStyrene 420

ug/kg 1.0 U U YesBromoform 420

ug/kg 1.0 U U Yes
Isopropylbenzen

e
420

ug/kg 1.0 U U Yes
1,1,2,2-

Tetrachloroethan
e

420

ug/kg 1.0 U U Yes
1,3-

Dichlorobenzene
420

ug/kg 1.0 U U Yes
1,4-

Dichlorobenzene
420

ug/kg 1.0 U U Yes
1,2-

Dichlorobenzene
420

ug/kg 1.0 U U Yes
1,2-Dibromo-3-
chloropropane

420

ug/kg 1.0 U U Yes
1,2,4-

Trichlorobenzen
e

420

ug/kg 1.0 U U Yes
1,2,3-

Trichlorobenzen
e

420
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U Yes
Dichlorodifluoro

methane
5.0

ug/kg 1.0 U U YesChloromethane 5.0

ug/kg 1.0 U U YesVinyl chloride 5.0

ug/kg 1.0 U U YesBromomethane 5.0

ug/kg 1.0 U U YesChloroethane 5.0

ug/kg 1.0 U U Yes
Trichlorofluorom

ethane
5.0

ug/kg 1.0 U U Yes
1,1-

Dichloroethene
5.0

ug/kg 1.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

5.0

ug/kg 1.0 J J YesAcetone 1.9

ug/kg 1.0 U U YesCarbon disulfide 5.0

ug/kg 1.0 U U YesMethyl acetate 5.0

ug/kg 1.0 JB U Yes
Methylene
chloride

9.9

ug/kg 1.0 U U Yes
trans-1,2-

Dichloroethene
5.0

ug/kg 1.0 U U Yes
Methyl tert-butyl

ether
5.0

ug/kg 1.0 U U Yes
1,1-

Dichloroethane
5.0

ug/kg 1.0 U U Yes
cis-1,2-

Dichloroethene
5.0

ug/kg 1.0 U U Yes2-Butanone 9.9

ug/kg 1.0 U U Yes
Bromochloromet

hane
5.0

ug/kg 1.0 B U YesChloroform 9.9

ug/kg 1.0 U U Yes
1,1,1-

Trichloroethane
5.0

ug/kg 1.0 U U YesCyclohexane 5.0

ug/kg 1.0 U U Yes
Carbon

tetrachloride
5.0

ug/kg 1.0 U U YesBenzene 5.0

ug/kg 1.0 U U Yes
1,2-

Dichloroethane
5.0

ug/kg 1.0 U R Yes1,4-Dioxane 99

ug/kg 1.0 YesTrichloroethene 17

ug/kg 1.0 U U Yes
Methylcyclohexa

ne
5.0

ug/kg 1.0 U U Yes
1,2-

Dichloropropane
5.0

ug/kg 1.0 U U YesBromodichlorom 5.0

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Soil DEFAULT

18.208

VOA_Low_Med

EPW11037

E50C2

SB-300-SPN-08-1213

E50C0

12/16/2013

44049 DATAC

14:55:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U Yesethane 5.0

ug/kg 1.0 U U Yes
cis-1,3-

Dichloropropene
5.0

ug/kg 1.0 U U Yes
4-Methyl-2-
Pentanone

9.9

ug/kg 1.0 YesToluene 16

ug/kg 1.0 U U Yes
trans-1,3-

Dichloropropene
5.0

ug/kg 1.0 U U Yes
1,1,2-

Trichloroethane
5.0

ug/kg 1.0 J U Yes
Tetrachloroethen

e
5.0

ug/kg 1.0 U U Yes2-Hexanone 9.9

ug/kg 1.0 U U Yes
Dibromochlorom

ethane
5.0

ug/kg 1.0 U U Yes
1,2-

Dibromoethane
5.0

ug/kg 1.0 U U YesChlorobenzene 5.0

ug/kg 1.0 U U YesEthylbenzene 5.0

ug/kg 1.0 U U Yeso-Xylene 5.0

ug/kg 1.0 U U Yesm,p-Xylene 5.0

ug/kg 1.0 U U YesStyrene 5.0

ug/kg 1.0 U U YesBromoform 5.0

ug/kg 1.0 U U Yes
Isopropylbenzen

e
5.0

ug/kg 1.0 U U Yes
1,1,2,2-

Tetrachloroethan
e

5.0

ug/kg 1.0 U U Yes
1,3-

Dichlorobenzene
5.0

ug/kg 1.0 U U Yes
1,4-

Dichlorobenzene
5.0

ug/kg 1.0 U U Yes
1,2-

Dichlorobenzene
5.0

ug/kg 1.0 U U Yes
1,2-Dibromo-3-
chloropropane

5.0

ug/kg 1.0 U U Yes
1,2,4-

Trichlorobenzen
e

5.0

ug/kg 1.0 U U Yes
1,2,3-

Trichlorobenzen
e

5.0
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U Yes
Dichlorodifluoro

methane
5.0

ug/kg 1.0 U U YesChloromethane 5.0

ug/kg 1.0 U U YesVinyl chloride 5.0

ug/kg 1.0 U U YesBromomethane 5.0

ug/kg 1.0 U U YesChloroethane 5.0

ug/kg 1.0 U U Yes
Trichlorofluorom

ethane
5.0

ug/kg 1.0 U U Yes
1,1-

Dichloroethene
5.0

ug/kg 1.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

5.0

ug/kg 1.0 U U YesAcetone 10

ug/kg 1.0 U U YesCarbon disulfide 5.0

ug/kg 1.0 U U YesMethyl acetate 5.0

ug/kg 1.0 JB U Yes
Methylene
chloride

10

ug/kg 1.0 U U Yes
trans-1,2-

Dichloroethene
5.0

ug/kg 1.0 U U Yes
Methyl tert-butyl

ether
5.0

ug/kg 1.0 U U Yes
1,1-

Dichloroethane
5.0

ug/kg 1.0 U U Yes
cis-1,2-

Dichloroethene
5.0

ug/kg 1.0 U U Yes2-Butanone 10

ug/kg 1.0 U U Yes
Bromochloromet

hane
5.0

ug/kg 1.0 JB U YesChloroform 5.0

ug/kg 1.0 U U Yes
1,1,1-

Trichloroethane
5.0

ug/kg 1.0 U U YesCyclohexane 5.0

ug/kg 1.0 U U Yes
Carbon

tetrachloride
5.0

ug/kg 1.0 U U YesBenzene 5.0

ug/kg 1.0 U U Yes
1,2-

Dichloroethane
5.0

ug/kg 1.0 U R Yes1,4-Dioxane 100

ug/kg 1.0 YesTrichloroethene 23

ug/kg 1.0 U U Yes
Methylcyclohexa

ne
5.0

ug/kg 1.0 U U Yes
1,2-

Dichloropropane
5.0

ug/kg 1.0 U U YesBromodichlorom 5.0

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Soil DEFAULT

18.425

VOA_Low_Med

EPW11037

E50C3

SB-300-SPN-10-1213

E50C0

12/16/2013

44049 DATAC

17:05:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U Yesethane 5.0

ug/kg 1.0 U U Yes
cis-1,3-

Dichloropropene
5.0

ug/kg 1.0 U U Yes
4-Methyl-2-
Pentanone

10

ug/kg 1.0 J U YesToluene 5.0

ug/kg 1.0 U U Yes
trans-1,3-

Dichloropropene
5.0

ug/kg 1.0 U U Yes
1,1,2-

Trichloroethane
5.0

ug/kg 1.0 J U Yes
Tetrachloroethen

e
5.0

ug/kg 1.0 U U Yes2-Hexanone 10

ug/kg 1.0 U U Yes
Dibromochlorom

ethane
5.0

ug/kg 1.0 U U Yes
1,2-

Dibromoethane
5.0

ug/kg 1.0 U U YesChlorobenzene 5.0

ug/kg 1.0 U U YesEthylbenzene 5.0

ug/kg 1.0 U U Yeso-Xylene 5.0

ug/kg 1.0 U U Yesm,p-Xylene 5.0

ug/kg 1.0 U U YesStyrene 5.0

ug/kg 1.0 U U YesBromoform 5.0

ug/kg 1.0 U U Yes
Isopropylbenzen

e
5.0

ug/kg 1.0 U U Yes
1,1,2,2-

Tetrachloroethan
e

5.0

ug/kg 1.0 U U Yes
1,3-

Dichlorobenzene
5.0

ug/kg 1.0 U U Yes
1,4-

Dichlorobenzene
5.0

ug/kg 1.0 U U Yes
1,2-

Dichlorobenzene
5.0

ug/kg 1.0 U U Yes
1,2-Dibromo-3-
chloropropane

5.0

ug/kg 1.0 U U Yes
1,2,4-

Trichlorobenzen
e

5.0

ug/kg 1.0 U U Yes
1,2,3-

Trichlorobenzen
e

5.0
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U Yes
Dichlorodifluoro

methane
5.6

ug/kg 1.0 U U YesChloromethane 5.6

ug/kg 1.0 U U YesVinyl chloride 5.6

ug/kg 1.0 U U YesBromomethane 5.6

ug/kg 1.0 U U YesChloroethane 5.6

ug/kg 1.0 U U Yes
Trichlorofluorom

ethane
5.6

ug/kg 1.0 U U Yes
1,1-

Dichloroethene
5.6

ug/kg 1.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

5.6

ug/kg 1.0 J J YesAcetone 4.5

ug/kg 1.0 J J YesCarbon disulfide 0.32

ug/kg 1.0 U U YesMethyl acetate 5.6

ug/kg 1.0 JB U Yes
Methylene
chloride

11

ug/kg 1.0 U U Yes
trans-1,2-

Dichloroethene
5.6

ug/kg 1.0 U U Yes
Methyl tert-butyl

ether
5.6

ug/kg 1.0 U U Yes
1,1-

Dichloroethane
5.6

ug/kg 1.0 J J Yes
cis-1,2-

Dichloroethene
1.4

ug/kg 1.0 U U Yes2-Butanone 11

ug/kg 1.0 U U Yes
Bromochloromet

hane
5.6

ug/kg 1.0 B U YesChloroform 11

ug/kg 1.0 U U Yes
1,1,1-

Trichloroethane
5.6

ug/kg 1.0 U U YesCyclohexane 5.6

ug/kg 1.0 U U Yes
Carbon

tetrachloride
5.6

ug/kg 1.0 J J YesBenzene 0.99

ug/kg 1.0 U U Yes
1,2-

Dichloroethane
5.6

ug/kg 1.0 U R Yes1,4-Dioxane 110

ug/kg 1.0 YesTrichloroethene 53

ug/kg 1.0 U U Yes
Methylcyclohexa

ne
5.6

ug/kg 1.0 U U Yes
1,2-

Dichloropropane
5.6

ug/kg 1.0 U U YesBromodichlorom 5.6

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Soil DEFAULT

5.9117

VOA_Low_Med

EPW11037

E50C4

SB-301-SPN-0.5-1213

E50C0

12/16/2013

44049 DATAC

15:20:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U Yesethane 5.6

ug/kg 1.0 U U Yes
cis-1,3-

Dichloropropene
5.6

ug/kg 1.0 U U Yes
4-Methyl-2-
Pentanone

11

ug/kg 1.0 J U YesToluene 5.6

ug/kg 1.0 U U Yes
trans-1,3-

Dichloropropene
5.6

ug/kg 1.0 U U Yes
1,1,2-

Trichloroethane
5.6

ug/kg 1.0 J U Yes
Tetrachloroethen

e
5.6

ug/kg 1.0 U U Yes2-Hexanone 11

ug/kg 1.0 U U Yes
Dibromochlorom

ethane
5.6

ug/kg 1.0 U U Yes
1,2-

Dibromoethane
5.6

ug/kg 1.0 U U YesChlorobenzene 5.6

ug/kg 1.0 J J YesEthylbenzene 0.60

ug/kg 1.0 J J Yeso-Xylene 1.3

ug/kg 1.0 J J Yesm,p-Xylene 2.4

ug/kg 1.0 U U YesStyrene 5.6

ug/kg 1.0 U U YesBromoform 5.6

ug/kg 1.0 U U Yes
Isopropylbenzen

e
5.6

ug/kg 1.0 U U Yes
1,1,2,2-

Tetrachloroethan
e

5.6

ug/kg 1.0 U U Yes
1,3-

Dichlorobenzene
5.6

ug/kg 1.0 U U Yes
1,4-

Dichlorobenzene
5.6

ug/kg 1.0 U U Yes
1,2-

Dichlorobenzene
5.6

ug/kg 1.0 U U Yes
1,2-Dibromo-3-
chloropropane

5.6

ug/kg 1.0 U U Yes
1,2,4-

Trichlorobenzen
e

5.6

ug/kg 1.0 U U Yes
1,2,3-

Trichlorobenzen
e

5.6
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U Yes
Dichlorodifluoro

methane
630

ug/kg 1.0 U U YesChloromethane 630

ug/kg 1.0 U U YesVinyl chloride 630

ug/kg 1.0 U U YesBromomethane 630

ug/kg 1.0 U U YesChloroethane 630

ug/kg 1.0 U U Yes
Trichlorofluorom

ethane
630

ug/kg 1.0 U U Yes
1,1-

Dichloroethene
630

ug/kg 1.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

630

ug/kg 1.0 U U YesAcetone 1300

ug/kg 1.0 U U YesCarbon disulfide 630

ug/kg 1.0 U U YesMethyl acetate 630

ug/kg 1.0 JB U Yes
Methylene
chloride

1300

ug/kg 1.0 J J Yes
trans-1,2-

Dichloroethene
35

ug/kg 1.0 U U Yes
Methyl tert-butyl

ether
630

ug/kg 1.0 U U Yes
1,1-

Dichloroethane
630

ug/kg 1.0 Yes
cis-1,2-

Dichloroethene
890

ug/kg 1.0 U U Yes2-Butanone 1300

ug/kg 1.0 U U Yes
Bromochloromet

hane
630

ug/kg 1.0 U U YesChloroform 630

ug/kg 1.0 U U Yes
1,1,1-

Trichloroethane
630

ug/kg 1.0 U U YesCyclohexane 630

ug/kg 1.0 U U Yes
Carbon

tetrachloride
630

ug/kg 1.0 U U YesBenzene 630

ug/kg 1.0 U U Yes
1,2-

Dichloroethane
630

ug/kg 1.0 U R Yes1,4-Dioxane 13000

ug/kg 1.0 YesTrichloroethene 12000

ug/kg 1.0 U U Yes
Methylcyclohexa

ne
630

ug/kg 1.0 U U Yes
1,2-

Dichloropropane
630

ug/kg 1.0 U U YesBromodichlorom 630

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Soil DEFAULT

12.226

VOA_Low_Med

EPW11037

E50C5

SB-301-SPN-04-1213

E50C0

12/16/2013

44049 DATAC

15:25:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U Yesethane 630

ug/kg 1.0 U U Yes
cis-1,3-

Dichloropropene
630

ug/kg 1.0 U U Yes
4-Methyl-2-
Pentanone

1300

ug/kg 1.0 U U YesToluene 630

ug/kg 1.0 U U Yes
trans-1,3-

Dichloropropene
630

ug/kg 1.0 U U Yes
1,1,2-

Trichloroethane
630

ug/kg 1.0 J J Yes
Tetrachloroethen

e
160

ug/kg 1.0 U U Yes2-Hexanone 1300

ug/kg 1.0 U U Yes
Dibromochlorom

ethane
630

ug/kg 1.0 U U Yes
1,2-

Dibromoethane
630

ug/kg 1.0 U U YesChlorobenzene 630

ug/kg 1.0 U U YesEthylbenzene 630

ug/kg 1.0 U U Yeso-Xylene 630

ug/kg 1.0 U U Yesm,p-Xylene 630

ug/kg 1.0 U U YesStyrene 630

ug/kg 1.0 U U YesBromoform 630

ug/kg 1.0 U U Yes
Isopropylbenzen

e
630

ug/kg 1.0 U U Yes
1,1,2,2-

Tetrachloroethan
e

630

ug/kg 1.0 U U Yes
1,3-

Dichlorobenzene
630

ug/kg 1.0 U U Yes
1,4-

Dichlorobenzene
630

ug/kg 1.0 U U Yes
1,2-

Dichlorobenzene
630

ug/kg 1.0 U U Yes
1,2-Dibromo-3-
chloropropane

630

ug/kg 1.0 U U Yes
1,2,4-

Trichlorobenzen
e

630

ug/kg 1.0 U U Yes
1,2,3-

Trichlorobenzen
e

630
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U Yes
Dichlorodifluoro

methane
330

ug/kg 1.0 U U YesChloromethane 330

ug/kg 1.0 U U YesVinyl chloride 330

ug/kg 1.0 U U YesBromomethane 330

ug/kg 1.0 U U YesChloroethane 330

ug/kg 1.0 U U Yes
Trichlorofluorom

ethane
330

ug/kg 1.0 U U Yes
1,1-

Dichloroethene
330

ug/kg 1.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

330

ug/kg 1.0 U U YesAcetone 670

ug/kg 1.0 U U YesCarbon disulfide 330

ug/kg 1.0 U U YesMethyl acetate 330

ug/kg 1.0 JB U Yes
Methylene
chloride

670

ug/kg 1.0 U U Yes
trans-1,2-

Dichloroethene
330

ug/kg 1.0 U U Yes
Methyl tert-butyl

ether
330

ug/kg 1.0 U U Yes
1,1-

Dichloroethane
330

ug/kg 1.0 J J Yes
cis-1,2-

Dichloroethene
16

ug/kg 1.0 JB U Yes2-Butanone 1300

ug/kg 1.0 U U Yes
Bromochloromet

hane
330

ug/kg 1.0 U U YesChloroform 330

ug/kg 1.0 U U Yes
1,1,1-

Trichloroethane
330

ug/kg 1.0 U U YesCyclohexane 330

ug/kg 1.0 U U Yes
Carbon

tetrachloride
330

ug/kg 1.0 U U YesBenzene 330

ug/kg 1.0 U U Yes
1,2-

Dichloroethane
330

ug/kg 1.0 U R Yes1,4-Dioxane 6700

ug/kg 1.0 J J YesTrichloroethene 320

ug/kg 1.0 U U Yes
Methylcyclohexa

ne
330

ug/kg 1.0 U U Yes
1,2-

Dichloropropane
330

ug/kg 1.0 U U YesBromodichlorom 330

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Soil DEFAULT

20.101

VOA_Low_Med

EPW11037

E50C6

SB-301-SPN-08-1213

E50C0

12/16/2013

44049 DATAC

15:30:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U Yesethane 330

ug/kg 1.0 U U Yes
cis-1,3-

Dichloropropene
330

ug/kg 1.0 U U Yes
4-Methyl-2-
Pentanone

670

ug/kg 1.0 J U YesToluene 330

ug/kg 1.0 U U Yes
trans-1,3-

Dichloropropene
330

ug/kg 1.0 U U Yes
1,1,2-

Trichloroethane
330

ug/kg 1.0 J J Yes
Tetrachloroethen

e
16

ug/kg 1.0 U U Yes2-Hexanone 670

ug/kg 1.0 U U Yes
Dibromochlorom

ethane
330

ug/kg 1.0 U U Yes
1,2-

Dibromoethane
330

ug/kg 1.0 U U YesChlorobenzene 330

ug/kg 1.0 U U YesEthylbenzene 330

ug/kg 1.0 U U Yeso-Xylene 330

ug/kg 1.0 U U Yesm,p-Xylene 330

ug/kg 1.0 U U YesStyrene 330

ug/kg 1.0 U U YesBromoform 330

ug/kg 1.0 U U Yes
Isopropylbenzen

e
330

ug/kg 1.0 U U Yes
1,1,2,2-

Tetrachloroethan
e

330

ug/kg 1.0 U U Yes
1,3-

Dichlorobenzene
330

ug/kg 1.0 U U Yes
1,4-

Dichlorobenzene
330

ug/kg 1.0 U U Yes
1,2-

Dichlorobenzene
330

ug/kg 1.0 U U Yes
1,2-Dibromo-3-
chloropropane

330

ug/kg 1.0 U U Yes
1,2,4-

Trichlorobenzen
e

330

ug/kg 1.0 U U Yes
1,2,3-

Trichlorobenzen
e

330
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U Yes
Dichlorodifluoro

methane
4.5

ug/kg 1.0 U U YesChloromethane 4.5

ug/kg 1.0 U U YesVinyl chloride 4.5

ug/kg 1.0 U U YesBromomethane 4.5

ug/kg 1.0 U U YesChloroethane 4.5

ug/kg 1.0 U U Yes
Trichlorofluorom

ethane
4.5

ug/kg 1.0 U U Yes
1,1-

Dichloroethene
4.5

ug/kg 1.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

4.5

ug/kg 1.0 YesAcetone 10

ug/kg 1.0 J J YesCarbon disulfide 1.3

ug/kg 1.0 U U YesMethyl acetate 4.5

ug/kg 1.0 JB U Yes
Methylene
chloride

9.1

ug/kg 1.0 J J Yes
trans-1,2-

Dichloroethene
0.43

ug/kg 1.0 U U Yes
Methyl tert-butyl

ether
4.5

ug/kg 1.0 U U Yes
1,1-

Dichloroethane
4.5

ug/kg 1.0 Yes
cis-1,2-

Dichloroethene
12

ug/kg 1.0 J J Yes2-Butanone 3.8

ug/kg 1.0 U U Yes
Bromochloromet

hane
4.5

ug/kg 1.0 JB U YesChloroform 4.5

ug/kg 1.0 U U Yes
1,1,1-

Trichloroethane
4.5

ug/kg 1.0 U U YesCyclohexane 4.5

ug/kg 1.0 U U Yes
Carbon

tetrachloride
4.5

ug/kg 1.0 U U YesBenzene 4.5

ug/kg 1.0 U U Yes
1,2-

Dichloroethane
4.5

ug/kg 1.0 U R Yes1,4-Dioxane 91

ug/kg 1.0 YesTrichloroethene 9.8

ug/kg 1.0 J J Yes
Methylcyclohexa

ne
0.22

ug/kg 1.0 U U Yes
1,2-

Dichloropropane
4.5

ug/kg 1.0 U U YesBromodichlorom 4.5

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Soil DEFAULT

5.2233

VOA_Low_Med

EPW11037

E50C7

SB-302-SPN-0.5-1213

E50C0

12/16/2013

44049 DATAC

15:40:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U Yesethane 4.5

ug/kg 1.0 U U Yes
cis-1,3-

Dichloropropene
4.5

ug/kg 1.0 U U Yes
4-Methyl-2-
Pentanone

9.1

ug/kg 1.0 J U YesToluene 4.5

ug/kg 1.0 U U Yes
trans-1,3-

Dichloropropene
4.5

ug/kg 1.0 U U Yes
1,1,2-

Trichloroethane
4.5

ug/kg 1.0 J U Yes
Tetrachloroethen

e
4.5

ug/kg 1.0 U U Yes2-Hexanone 9.1

ug/kg 1.0 U U Yes
Dibromochlorom

ethane
4.5

ug/kg 1.0 U U Yes
1,2-

Dibromoethane
4.5

ug/kg 1.0 U U YesChlorobenzene 4.5

ug/kg 1.0 J J YesEthylbenzene 0.80

ug/kg 1.0 J J Yeso-Xylene 1.9

ug/kg 1.0 J J Yesm,p-Xylene 3.6

ug/kg 1.0 U U YesStyrene 4.5

ug/kg 1.0 U U YesBromoform 4.5

ug/kg 1.0 U U Yes
Isopropylbenzen

e
4.5

ug/kg 1.0 U U Yes
1,1,2,2-

Tetrachloroethan
e

4.5

ug/kg 1.0 U U Yes
1,3-

Dichlorobenzene
4.5

ug/kg 1.0 U U Yes
1,4-

Dichlorobenzene
4.5

ug/kg 1.0 U U Yes
1,2-

Dichlorobenzene
4.5

ug/kg 1.0 U U Yes
1,2-Dibromo-3-
chloropropane

4.5

ug/kg 1.0 U U Yes
1,2,4-

Trichlorobenzen
e

4.5

ug/kg 1.0 U U Yes
1,2,3-

Trichlorobenzen
e

4.5
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U Yes
Dichlorodifluoro

methane
330

ug/kg 1.0 U U YesChloromethane 330

ug/kg 1.0 U U YesVinyl chloride 330

ug/kg 1.0 U U YesBromomethane 330

ug/kg 1.0 U U YesChloroethane 330

ug/kg 1.0 U U Yes
Trichlorofluorom

ethane
330

ug/kg 1.0 U U Yes
1,1-

Dichloroethene
330

ug/kg 1.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

330

ug/kg 1.0 U U YesAcetone 650

ug/kg 1.0 U U YesCarbon disulfide 330

ug/kg 1.0 U U YesMethyl acetate 330

ug/kg 1.0 JB U Yes
Methylene
chloride

650

ug/kg 1.0 J J Yes
trans-1,2-

Dichloroethene
190

ug/kg 1.0 U U Yes
Methyl tert-butyl

ether
330

ug/kg 1.0 U U Yes
1,1-

Dichloroethane
330

ug/kg 1.0 Yes
cis-1,2-

Dichloroethene
2800

ug/kg 1.0 U U Yes2-Butanone 650

ug/kg 1.0 U U Yes
Bromochloromet

hane
330

ug/kg 1.0 U U YesChloroform 330

ug/kg 1.0 U U Yes
1,1,1-

Trichloroethane
330

ug/kg 1.0 U U YesCyclohexane 330

ug/kg 1.0 U U Yes
Carbon

tetrachloride
330

ug/kg 1.0 U U YesBenzene 330

ug/kg 1.0 U U Yes
1,2-

Dichloroethane
330

ug/kg 1.0 U R Yes1,4-Dioxane 6500

ug/kg 1.0 J J YesTrichloroethene 170

ug/kg 1.0 U U Yes
Methylcyclohexa

ne
330

ug/kg 1.0 U U Yes
1,2-

Dichloropropane
330

ug/kg 1.0 U U YesBromodichlorom 330

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Soil DEFAULT

16.833

VOA_Low_Med

EPW11037

E50C8

SB-302-SPN-04-1213

E50C0

12/16/2013

44049 DATAC

15:45:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U Yesethane 330

ug/kg 1.0 U U Yes
cis-1,3-

Dichloropropene
330

ug/kg 1.0 U U Yes
4-Methyl-2-
Pentanone

650

ug/kg 1.0 J U YesToluene 330

ug/kg 1.0 U U Yes
trans-1,3-

Dichloropropene
330

ug/kg 1.0 U U Yes
1,1,2-

Trichloroethane
330

ug/kg 1.0 J J Yes
Tetrachloroethen

e
21

ug/kg 1.0 U U Yes2-Hexanone 650

ug/kg 1.0 U U Yes
Dibromochlorom

ethane
330

ug/kg 1.0 U U Yes
1,2-

Dibromoethane
330

ug/kg 1.0 U U YesChlorobenzene 330

ug/kg 1.0 U U YesEthylbenzene 330

ug/kg 1.0 U U Yeso-Xylene 330

ug/kg 1.0 U U Yesm,p-Xylene 330

ug/kg 1.0 U U YesStyrene 330

ug/kg 1.0 U U YesBromoform 330

ug/kg 1.0 U U Yes
Isopropylbenzen

e
330

ug/kg 1.0 U U Yes
1,1,2,2-

Tetrachloroethan
e

330

ug/kg 1.0 U U Yes
1,3-

Dichlorobenzene
330

ug/kg 1.0 U U Yes
1,4-

Dichlorobenzene
330

ug/kg 1.0 U U Yes
1,2-

Dichlorobenzene
330

ug/kg 1.0 U U Yes
1,2-Dibromo-3-
chloropropane

330

ug/kg 1.0 U U Yes
1,2,4-

Trichlorobenzen
e

330

ug/kg 1.0 U U Yes
1,2,3-

Trichlorobenzen
e

330
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U Yes
Dichlorodifluoro

methane
5.6

ug/kg 1.0 U U YesChloromethane 5.6

ug/kg 1.0 U U YesVinyl chloride 5.6

ug/kg 1.0 U U YesBromomethane 5.6

ug/kg 1.0 U U YesChloroethane 5.6

ug/kg 1.0 J J Yes
Trichlorofluorom

ethane
0.26

ug/kg 1.0 U U Yes
1,1-

Dichloroethene
5.6

ug/kg 1.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

5.6

ug/kg 1.0 J J YesAcetone 4.7

ug/kg 1.0 U U YesCarbon disulfide 5.6

ug/kg 1.0 U U YesMethyl acetate 5.6

ug/kg 1.0 JB U Yes
Methylene
chloride

11

ug/kg 1.0 J J Yes
trans-1,2-

Dichloroethene
0.32

ug/kg 1.0 U U Yes
Methyl tert-butyl

ether
5.6

ug/kg 1.0 U U Yes
1,1-

Dichloroethane
5.6

ug/kg 1.0 J J Yes
cis-1,2-

Dichloroethene
1.6

ug/kg 1.0 U U Yes2-Butanone 11

ug/kg 1.0 U U Yes
Bromochloromet

hane
5.6

ug/kg 1.0 JB U YesChloroform 5.6

ug/kg 1.0 U U Yes
1,1,1-

Trichloroethane
5.6

ug/kg 1.0 U U YesCyclohexane 5.6

ug/kg 1.0 U U Yes
Carbon

tetrachloride
5.6

ug/kg 1.0 U U YesBenzene 5.6

ug/kg 1.0 U U Yes
1,2-

Dichloroethane
5.6

ug/kg 1.0 U R Yes1,4-Dioxane 110

ug/kg 1.0 J J YesTrichloroethene 1.5

ug/kg 1.0 U U Yes
Methylcyclohexa

ne
5.6

ug/kg 1.0 U U Yes
1,2-

Dichloropropane
5.6

ug/kg 1.0 U U YesBromodichlorom 5.6

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Soil DEFAULT

20.54

VOA_Low_Med

EPW11037

E50C9

SB-302-SPN-08-1213

E50C0

12/16/2013

44049 DATAC

15:50:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U Yesethane 5.6

ug/kg 1.0 U U Yes
cis-1,3-

Dichloropropene
5.6

ug/kg 1.0 U U Yes
4-Methyl-2-
Pentanone

11

ug/kg 1.0 J U YesToluene 5.6

ug/kg 1.0 U U Yes
trans-1,3-

Dichloropropene
5.6

ug/kg 1.0 U U Yes
1,1,2-

Trichloroethane
5.6

ug/kg 1.0 U U Yes
Tetrachloroethen

e
5.6

ug/kg 1.0 U U Yes2-Hexanone 11

ug/kg 1.0 U U Yes
Dibromochlorom

ethane
5.6

ug/kg 1.0 U U Yes
1,2-

Dibromoethane
5.6

ug/kg 1.0 U U YesChlorobenzene 5.6

ug/kg 1.0 U U YesEthylbenzene 5.6

ug/kg 1.0 U U Yeso-Xylene 5.6

ug/kg 1.0 U U Yesm,p-Xylene 5.6

ug/kg 1.0 U U YesStyrene 5.6

ug/kg 1.0 U U YesBromoform 5.6

ug/kg 1.0 U U Yes
Isopropylbenzen

e
5.6

ug/kg 1.0 U U Yes
1,1,2,2-

Tetrachloroethan
e

5.6

ug/kg 1.0 U U Yes
1,3-

Dichlorobenzene
5.6

ug/kg 1.0 U U Yes
1,4-

Dichlorobenzene
5.6

ug/kg 1.0 U U Yes
1,2-

Dichlorobenzene
5.6

ug/kg 1.0 U U Yes
1,2-Dibromo-3-
chloropropane

5.6

ug/kg 1.0 U U Yes
1,2,4-

Trichlorobenzen
e

5.6

ug/kg 1.0 U U Yes
1,2,3-

Trichlorobenzen
e

5.6
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ug/kg 1.0 U U Yes
Dichlorodifluoro

methane
4.9

ug/kg 1.0 U U YesChloromethane 4.9

ug/kg 1.0 U U YesVinyl chloride 4.9

ug/kg 1.0 U U YesBromomethane 4.9

ug/kg 1.0 U U YesChloroethane 4.9

ug/kg 1.0 U U Yes
Trichlorofluorom

ethane
4.9

ug/kg 1.0 U U Yes
1,1-

Dichloroethene
4.9

ug/kg 1.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

4.9

ug/kg 1.0 YesAcetone 20

ug/kg 1.0 J J YesCarbon disulfide 0.34

ug/kg 1.0 U U YesMethyl acetate 4.9

ug/kg 1.0 U U Yes
Methylene
chloride

4.9

ug/kg 1.0 J J Yes
trans-1,2-

Dichloroethene
0.37

ug/kg 1.0 U U Yes
Methyl tert-butyl

ether
4.9

ug/kg 1.0 U U Yes
1,1-

Dichloroethane
4.9

ug/kg 1.0 Yes
cis-1,2-

Dichloroethene
7.1

ug/kg 1.0 J J Yes2-Butanone 6.1

ug/kg 1.0 U U Yes
Bromochloromet

hane
4.9

ug/kg 1.0 JB U YesChloroform 4.9

ug/kg 1.0 U U Yes
1,1,1-

Trichloroethane
4.9

ug/kg 1.0 U U YesCyclohexane 4.9

ug/kg 1.0 U U Yes
Carbon

tetrachloride
4.9

ug/kg 1.0 U U YesBenzene 4.9

ug/kg 1.0 U U Yes
1,2-

Dichloroethane
4.9

ug/kg 1.0 U R Yes1,4-Dioxane 99

ug/kg 1.0 J J YesTrichloroethene 2.1

ug/kg 1.0 U U Yes
Methylcyclohexa

ne
4.9

ug/kg 1.0 U U Yes
1,2-

Dichloropropane
4.9

ug/kg 1.0 U U YesBromodichlorom 4.9

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Soil DEFAULT

12.26

VOA_Low_Med

EPW11037

E50D0

SB-303-SPN-0.5-1213

E50C0

12/16/2013

44049 DATAC

16:00:00
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ug/kg 1.0 U U Yesethane 4.9

ug/kg 1.0 U U Yes
cis-1,3-

Dichloropropene
4.9

ug/kg 1.0 U U Yes
4-Methyl-2-
Pentanone

9.9

ug/kg 1.0 J U YesToluene 4.9

ug/kg 1.0 U U Yes
trans-1,3-

Dichloropropene
4.9

ug/kg 1.0 U U Yes
1,1,2-

Trichloroethane
4.9

ug/kg 1.0 J U Yes
Tetrachloroethen

e
4.9

ug/kg 1.0 U U Yes2-Hexanone 9.9

ug/kg 1.0 U U Yes
Dibromochlorom

ethane
4.9

ug/kg 1.0 U U Yes
1,2-

Dibromoethane
4.9

ug/kg 1.0 U U YesChlorobenzene 4.9

ug/kg 1.0 J J YesEthylbenzene 0.49

ug/kg 1.0 J J Yeso-Xylene 1.6

ug/kg 1.0 J J Yesm,p-Xylene 2.5

ug/kg 1.0 U U YesStyrene 4.9

ug/kg 1.0 U U YesBromoform 4.9

ug/kg 1.0 U U Yes
Isopropylbenzen

e
4.9

ug/kg 1.0 U U Yes
1,1,2,2-

Tetrachloroethan
e

4.9

ug/kg 1.0 U U Yes
1,3-

Dichlorobenzene
4.9

ug/kg 1.0 U U Yes
1,4-

Dichlorobenzene
4.9

ug/kg 1.0 U U Yes
1,2-

Dichlorobenzene
4.9

ug/kg 1.0 U U Yes
1,2-Dibromo-3-
chloropropane

4.9

ug/kg 1.0 U U Yes
1,2,4-

Trichlorobenzen
e

4.9

ug/kg 1.0 U U Yes
1,2,3-

Trichlorobenzen
e

4.9
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U Yes
Dichlorodifluoro

methane
4.9

ug/kg 1.0 U U YesChloromethane 4.9

ug/kg 1.0 U U YesVinyl chloride 4.9

ug/kg 1.0 U U YesBromomethane 4.9

ug/kg 1.0 U U YesChloroethane 4.9

ug/kg 1.0 J J Yes
Trichlorofluorom

ethane
0.37

ug/kg 1.0 U U Yes
1,1-

Dichloroethene
4.9

ug/kg 1.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

4.9

ug/kg 1.0 YesAcetone 41

ug/kg 1.0 J J YesCarbon disulfide 0.39

ug/kg 1.0 U U YesMethyl acetate 4.9

ug/kg 1.0 JB U Yes
Methylene
chloride

9.8

ug/kg 1.0 J J Yes
trans-1,2-

Dichloroethene
0.97

ug/kg 1.0 U U Yes
Methyl tert-butyl

ether
4.9

ug/kg 1.0 U U Yes
1,1-

Dichloroethane
4.9

ug/kg 1.0 Yes
cis-1,2-

Dichloroethene
20

ug/kg 1.0 Yes2-Butanone 10

ug/kg 1.0 U U Yes
Bromochloromet

hane
4.9

ug/kg 1.0 JB U YesChloroform 4.9

ug/kg 1.0 U U Yes
1,1,1-

Trichloroethane
4.9

ug/kg 1.0 U U YesCyclohexane 4.9

ug/kg 1.0 U U Yes
Carbon

tetrachloride
4.9

ug/kg 1.0 U U YesBenzene 4.9

ug/kg 1.0 U U Yes
1,2-

Dichloroethane
4.9

ug/kg 1.0 U R Yes1,4-Dioxane 98

ug/kg 1.0 J J YesTrichloroethene 0.54

ug/kg 1.0 U U Yes
Methylcyclohexa

ne
4.9

ug/kg 1.0 U U Yes
1,2-

Dichloropropane
4.9

ug/kg 1.0 U U YesBromodichlorom 4.9

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Soil DEFAULT

9.3079

VOA_Low_Med

EPW11037

E50D1

SB-303-SPN-02-1213

E50C0

12/16/2013

44049 DATAC

16:50:00
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ug/kg 1.0 U U Yesethane 4.9

ug/kg 1.0 U U Yes
cis-1,3-

Dichloropropene
4.9

ug/kg 1.0 U U Yes
4-Methyl-2-
Pentanone

9.8

ug/kg 1.0 U YesToluene 9.8

ug/kg 1.0 U U Yes
trans-1,3-

Dichloropropene
4.9

ug/kg 1.0 U U Yes
1,1,2-

Trichloroethane
4.9

ug/kg 1.0 U U Yes
Tetrachloroethen

e
4.9

ug/kg 1.0 U U Yes2-Hexanone 9.8

ug/kg 1.0 U U Yes
Dibromochlorom

ethane
4.9

ug/kg 1.0 U U Yes
1,2-

Dibromoethane
4.9

ug/kg 1.0 U U YesChlorobenzene 4.9

ug/kg 1.0 U U YesEthylbenzene 4.9

ug/kg 1.0 J J Yeso-Xylene 0.41

ug/kg 1.0 J J Yesm,p-Xylene 0.78

ug/kg 1.0 U U YesStyrene 4.9

ug/kg 1.0 U U YesBromoform 4.9

ug/kg 1.0 U U Yes
Isopropylbenzen

e
4.9

ug/kg 1.0 U U Yes
1,1,2,2-

Tetrachloroethan
e

4.9

ug/kg 1.0 U U Yes
1,3-

Dichlorobenzene
4.9

ug/kg 1.0 U U Yes
1,4-

Dichlorobenzene
4.9

ug/kg 1.0 U U Yes
1,2-

Dichlorobenzene
4.9

ug/kg 1.0 U U Yes
1,2-Dibromo-3-
chloropropane

4.9

ug/kg 1.0 U U Yes
1,2,4-

Trichlorobenzen
e

4.9

ug/kg 1.0 U U Yes
1,2,3-

Trichlorobenzen
e

4.9
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ug/kg 1.0 U U Yes
Dichlorodifluoro

methane
350

ug/kg 1.0 U U YesChloromethane 350

ug/kg 1.0 U U YesVinyl chloride 350

ug/kg 1.0 U U YesBromomethane 350

ug/kg 1.0 U U YesChloroethane 350

ug/kg 1.0 U U Yes
Trichlorofluorom

ethane
350

ug/kg 1.0 U U Yes
1,1-

Dichloroethene
350

ug/kg 1.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

350

ug/kg 1.0 JB U YesAcetone 1400

ug/kg 1.0 U U YesCarbon disulfide 350

ug/kg 1.0 U U YesMethyl acetate 350

ug/kg 1.0 JB U Yes
Methylene
chloride

690

ug/kg 1.0 Yes
trans-1,2-

Dichloroethene
430

ug/kg 1.0 U U Yes
Methyl tert-butyl

ether
350

ug/kg 1.0 U U Yes
1,1-

Dichloroethane
350

ug/kg 1.0 Yes
cis-1,2-

Dichloroethene
4400

ug/kg 1.0 U U Yes2-Butanone 690

ug/kg 1.0 U U Yes
Bromochloromet

hane
350

ug/kg 1.0 U U YesChloroform 350

ug/kg 1.0 U U Yes
1,1,1-

Trichloroethane
350

ug/kg 1.0 U U YesCyclohexane 350

ug/kg 1.0 U U Yes
Carbon

tetrachloride
350

ug/kg 1.0 U U YesBenzene 350

ug/kg 1.0 U U Yes
1,2-

Dichloroethane
350

ug/kg 1.0 U R Yes1,4-Dioxane 6900

ug/kg 1.0 YesTrichloroethene 420

ug/kg 1.0 U U Yes
Methylcyclohexa

ne
350

ug/kg 1.0 U U Yes
1,2-

Dichloropropane
350

ug/kg 1.0 U U YesBromodichlorom 350

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Soil DEFAULT

15.841

VOA_Low_Med

EPW11037

E50D2

SB-303-SPN-04-1213

E50C0

12/16/2013

44049 DATAC

16:05:00

 Page 29 09:56 Fri, Feb 7, 2014
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ug/kg 1.0 U U Yesethane 350

ug/kg 1.0 U U Yes
cis-1,3-

Dichloropropene
350

ug/kg 1.0 U U Yes
4-Methyl-2-
Pentanone

690

ug/kg 1.0 J U YesToluene 350

ug/kg 1.0 U U Yes
trans-1,3-

Dichloropropene
350

ug/kg 1.0 U U Yes
1,1,2-

Trichloroethane
350

ug/kg 1.0 J J Yes
Tetrachloroethen

e
51

ug/kg 1.0 U U Yes2-Hexanone 690

ug/kg 1.0 U U Yes
Dibromochlorom

ethane
350

ug/kg 1.0 U U Yes
1,2-

Dibromoethane
350

ug/kg 1.0 U U YesChlorobenzene 350

ug/kg 1.0 U U YesEthylbenzene 350

ug/kg 1.0 U U Yeso-Xylene 350

ug/kg 1.0 U U Yesm,p-Xylene 350

ug/kg 1.0 U U YesStyrene 350

ug/kg 1.0 U U YesBromoform 350

ug/kg 1.0 U U Yes
Isopropylbenzen

e
350

ug/kg 1.0 U U Yes
1,1,2,2-

Tetrachloroethan
e

350

ug/kg 1.0 U U Yes
1,3-

Dichlorobenzene
350

ug/kg 1.0 U U Yes
1,4-

Dichlorobenzene
350

ug/kg 1.0 U U Yes
1,2-

Dichlorobenzene
350

ug/kg 1.0 U U Yes
1,2-Dibromo-3-
chloropropane

350

ug/kg 1.0 U U Yes
1,2,4-

Trichlorobenzen
e

350

ug/kg 1.0 U U Yes
1,2,3-

Trichlorobenzen
e

350
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ug/kg 1.0 U U Yes
Dichlorodifluoro

methane
500

ug/kg 1.0 U U YesChloromethane 500

ug/kg 1.0 U U YesVinyl chloride 500

ug/kg 1.0 U U YesBromomethane 500

ug/kg 1.0 U U YesChloroethane 500

ug/kg 1.0 U U Yes
Trichlorofluorom

ethane
500

ug/kg 1.0 U U Yes
1,1-

Dichloroethene
500

ug/kg 1.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

500

ug/kg 1.0 U U YesAcetone 1000

ug/kg 1.0 U U YesCarbon disulfide 500

ug/kg 1.0 U U YesMethyl acetate 500

ug/kg 1.0 JB U Yes
Methylene
chloride

1000

ug/kg 1.0 J J Yes
trans-1,2-

Dichloroethene
21

ug/kg 1.0 U U Yes
Methyl tert-butyl

ether
500

ug/kg 1.0 U U Yes
1,1-

Dichloroethane
500

ug/kg 1.0 J J Yes
cis-1,2-

Dichloroethene
220

ug/kg 1.0 U U Yes2-Butanone 1000

ug/kg 1.0 U U Yes
Bromochloromet

hane
500

ug/kg 1.0 U U YesChloroform 500

ug/kg 1.0 U U Yes
1,1,1-

Trichloroethane
500

ug/kg 1.0 U U YesCyclohexane 500

ug/kg 1.0 U U Yes
Carbon

tetrachloride
500

ug/kg 1.0 U U YesBenzene 500

ug/kg 1.0 U U Yes
1,2-

Dichloroethane
500

ug/kg 1.0 U R Yes1,4-Dioxane 10000

ug/kg 1.0 YesTrichloroethene 1300

ug/kg 1.0 U U Yes
Methylcyclohexa

ne
500

ug/kg 1.0 U U Yes
1,2-

Dichloropropane
500

ug/kg 1.0 U U YesBromodichlorom 500

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Soil DEFAULT

29.515

VOA_Low_Med

EPW11037

E50D3

SB-303-SPN-06-1213

E50C0

12/16/2013

44049 DATAC

16:55:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U Yesethane 500

ug/kg 1.0 U U Yes
cis-1,3-

Dichloropropene
500

ug/kg 1.0 U U Yes
4-Methyl-2-
Pentanone

1000

ug/kg 1.0 J U YesToluene 500

ug/kg 1.0 U U Yes
trans-1,3-

Dichloropropene
500

ug/kg 1.0 U U Yes
1,1,2-

Trichloroethane
500

ug/kg 1.0 J J Yes
Tetrachloroethen

e
110

ug/kg 1.0 U U Yes2-Hexanone 1000

ug/kg 1.0 U U Yes
Dibromochlorom

ethane
500

ug/kg 1.0 U U Yes
1,2-

Dibromoethane
500

ug/kg 1.0 U U YesChlorobenzene 500

ug/kg 1.0 U U YesEthylbenzene 500

ug/kg 1.0 U U Yeso-Xylene 500

ug/kg 1.0 J J Yesm,p-Xylene 21

ug/kg 1.0 U U YesStyrene 500

ug/kg 1.0 U U YesBromoform 500

ug/kg 1.0 U U Yes
Isopropylbenzen

e
500

ug/kg 1.0 U U Yes
1,1,2,2-

Tetrachloroethan
e

500

ug/kg 1.0 U U Yes
1,3-

Dichlorobenzene
500

ug/kg 1.0 U U Yes
1,4-

Dichlorobenzene
500

ug/kg 1.0 U U Yes
1,2-

Dichlorobenzene
500

ug/kg 1.0 U U Yes
1,2-Dibromo-3-
chloropropane

500

ug/kg 1.0 U U Yes
1,2,4-

Trichlorobenzen
e

500

ug/kg 1.0 U U Yes
1,2,3-

Trichlorobenzen
e

500
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U Yes
Dichlorodifluoro

methane
5.3

ug/kg 1.0 U U YesChloromethane 5.3

ug/kg 1.0 U U YesVinyl chloride 5.3

ug/kg 1.0 U U YesBromomethane 5.3

ug/kg 1.0 U U YesChloroethane 5.3

ug/kg 1.0 J J Yes
Trichlorofluorom

ethane
0.28

ug/kg 1.0 U U Yes
1,1-

Dichloroethene
5.3

ug/kg 1.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

5.3

ug/kg 1.0 U U YesAcetone 11

ug/kg 1.0 U U YesCarbon disulfide 5.3

ug/kg 1.0 U U YesMethyl acetate 5.3

ug/kg 1.0 JB U Yes
Methylene
chloride

11

ug/kg 1.0 U U Yes
trans-1,2-

Dichloroethene
5.3

ug/kg 1.0 U U Yes
Methyl tert-butyl

ether
5.3

ug/kg 1.0 U U Yes
1,1-

Dichloroethane
5.3

ug/kg 1.0 J J Yes
cis-1,2-

Dichloroethene
0.42

ug/kg 1.0 U U Yes2-Butanone 11

ug/kg 1.0 U U Yes
Bromochloromet

hane
5.3

ug/kg 1.0 B U YesChloroform 11

ug/kg 1.0 J J Yes
1,1,1-

Trichloroethane
0.38

ug/kg 1.0 U U YesCyclohexane 5.3

ug/kg 1.0 U U Yes
Carbon

tetrachloride
5.3

ug/kg 1.0 U U YesBenzene 5.3

ug/kg 1.0 U U Yes
1,2-

Dichloroethane
5.3

ug/kg 1.0 U R Yes1,4-Dioxane 110

ug/kg 1.0 YesTrichloroethene 19

ug/kg 1.0 U U Yes
Methylcyclohexa

ne
5.3

ug/kg 1.0 U U Yes
1,2-

Dichloropropane
5.3

ug/kg 1.0 U U YesBromodichlorom 5.3

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Soil DEFAULT

20.711

VOA_Low_Med

EPW11037

E50D4

SB-303-SPN-08-1213

E50C0

12/16/2013

44049 DATAC

16:10:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U Yesethane 5.3

ug/kg 1.0 U U Yes
cis-1,3-

Dichloropropene
5.3

ug/kg 1.0 U U Yes
4-Methyl-2-
Pentanone

11

ug/kg 1.0 U YesToluene 11

ug/kg 1.0 U U Yes
trans-1,3-

Dichloropropene
5.3

ug/kg 1.0 U U Yes
1,1,2-

Trichloroethane
5.3

ug/kg 1.0 J U Yes
Tetrachloroethen

e
5.3

ug/kg 1.0 U U Yes2-Hexanone 11

ug/kg 1.0 U U Yes
Dibromochlorom

ethane
5.3

ug/kg 1.0 U U Yes
1,2-

Dibromoethane
5.3

ug/kg 1.0 U U YesChlorobenzene 5.3

ug/kg 1.0 U U YesEthylbenzene 5.3

ug/kg 1.0 U U Yeso-Xylene 5.3

ug/kg 1.0 U U Yesm,p-Xylene 5.3

ug/kg 1.0 U U YesStyrene 5.3

ug/kg 1.0 U U YesBromoform 5.3

ug/kg 1.0 U U Yes
Isopropylbenzen

e
5.3

ug/kg 1.0 U U Yes
1,1,2,2-

Tetrachloroethan
e

5.3

ug/kg 1.0 U U Yes
1,3-

Dichlorobenzene
5.3

ug/kg 1.0 U U Yes
1,4-

Dichlorobenzene
5.3

ug/kg 1.0 U U Yes
1,2-

Dichlorobenzene
5.3

ug/kg 1.0 U U Yes
1,2-Dibromo-3-
chloropropane

5.3

ug/kg 1.0 U U Yes
1,2,4-

Trichlorobenzen
e

5.3

ug/kg 1.0 U U Yes
1,2,3-

Trichlorobenzen
e

5.3
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U Yes
Dichlorodifluoro

methane
4.9

ug/kg 1.0 U U YesChloromethane 4.9

ug/kg 1.0 U U YesVinyl chloride 4.9

ug/kg 1.0 U U YesBromomethane 4.9

ug/kg 1.0 U U YesChloroethane 4.9

ug/kg 1.0 U U Yes
Trichlorofluorom

ethane
4.9

ug/kg 1.0 U U Yes
1,1-

Dichloroethene
4.9

ug/kg 1.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

4.9

ug/kg 1.0 U U YesAcetone 9.7

ug/kg 1.0 U U YesCarbon disulfide 4.9

ug/kg 1.0 U U YesMethyl acetate 4.9

ug/kg 1.0 U U Yes
Methylene
chloride

4.9

ug/kg 1.0 U U Yes
trans-1,2-

Dichloroethene
4.9

ug/kg 1.0 U U Yes
Methyl tert-butyl

ether
4.9

ug/kg 1.0 U U Yes
1,1-

Dichloroethane
4.9

ug/kg 1.0 U U Yes
cis-1,2-

Dichloroethene
4.9

ug/kg 1.0 U U Yes2-Butanone 9.7

ug/kg 1.0 U U Yes
Bromochloromet

hane
4.9

ug/kg 1.0 JB U YesChloroform 4.9

ug/kg 1.0 U U Yes
1,1,1-

Trichloroethane
4.9

ug/kg 1.0 U U YesCyclohexane 4.9

ug/kg 1.0 U U Yes
Carbon

tetrachloride
4.9

ug/kg 1.0 U U YesBenzene 4.9

ug/kg 1.0 U U Yes
1,2-

Dichloroethane
4.9

ug/kg 1.0 U R Yes1,4-Dioxane 97

ug/kg 1.0 YesTrichloroethene 20

ug/kg 1.0 U U Yes
Methylcyclohexa

ne
4.9

ug/kg 1.0 U U Yes
1,2-

Dichloropropane
4.9

ug/kg 1.0 U U YesBromodichlorom 4.9

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Soil DEFAULT

8.3303

VOA_Low_Med

EPW11037

E50D5

SB-304-SPN-0.5-1213

E50C0

12/16/2013

44049 DATAC

17:00:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U Yesethane 4.9

ug/kg 1.0 U U Yes
cis-1,3-

Dichloropropene
4.9

ug/kg 1.0 U U Yes
4-Methyl-2-
Pentanone

9.7

ug/kg 1.0 J U YesToluene 4.9

ug/kg 1.0 U U Yes
trans-1,3-

Dichloropropene
4.9

ug/kg 1.0 U U Yes
1,1,2-

Trichloroethane
4.9

ug/kg 1.0 J U Yes
Tetrachloroethen

e
4.9

ug/kg 1.0 U U Yes2-Hexanone 9.7

ug/kg 1.0 U U Yes
Dibromochlorom

ethane
4.9

ug/kg 1.0 U U Yes
1,2-

Dibromoethane
4.9

ug/kg 1.0 U U YesChlorobenzene 4.9

ug/kg 1.0 J J YesEthylbenzene 0.28

ug/kg 1.0 J J Yeso-Xylene 0.41

ug/kg 1.0 J J Yesm,p-Xylene 0.81

ug/kg 1.0 U U YesStyrene 4.9

ug/kg 1.0 U U YesBromoform 4.9

ug/kg 1.0 U U Yes
Isopropylbenzen

e
4.9

ug/kg 1.0 U U Yes
1,1,2,2-

Tetrachloroethan
e

4.9

ug/kg 1.0 U U Yes
1,3-

Dichlorobenzene
4.9

ug/kg 1.0 U U Yes
1,4-

Dichlorobenzene
4.9

ug/kg 1.0 U U Yes
1,2-

Dichlorobenzene
4.9

ug/kg 1.0 U U Yes
1,2-Dibromo-3-
chloropropane

4.9

ug/kg 1.0 U U Yes
1,2,4-

Trichlorobenzen
e

4.9

ug/kg 1.0 U U Yes
1,2,3-

Trichlorobenzen
e

4.9
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U Yes
Dichlorodifluoro

methane
310

ug/kg 1.0 U U YesChloromethane 310

ug/kg 1.0 U U YesVinyl chloride 310

ug/kg 1.0 U U YesBromomethane 310

ug/kg 1.0 U U YesChloroethane 310

ug/kg 1.0 U U Yes
Trichlorofluorom

ethane
310

ug/kg 1.0 U U Yes
1,1-

Dichloroethene
310

ug/kg 1.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

310

ug/kg 1.0 U U YesAcetone 620

ug/kg 1.0 U U YesCarbon disulfide 310

ug/kg 1.0 U U YesMethyl acetate 310

ug/kg 1.0 U U Yes
Methylene
chloride

310

ug/kg 1.0 J J Yes
trans-1,2-

Dichloroethene
69

ug/kg 1.0 U U Yes
Methyl tert-butyl

ether
310

ug/kg 1.0 U U Yes
1,1-

Dichloroethane
310

ug/kg 1.0 Yes
cis-1,2-

Dichloroethene
460

ug/kg 1.0 U U Yes2-Butanone 620

ug/kg 1.0 U U Yes
Bromochloromet

hane
310

ug/kg 1.0 U U YesChloroform 310

ug/kg 1.0 U U Yes
1,1,1-

Trichloroethane
310

ug/kg 1.0 U U YesCyclohexane 310

ug/kg 1.0 U U Yes
Carbon

tetrachloride
310

ug/kg 1.0 U U YesBenzene 310

ug/kg 1.0 U U Yes
1,2-

Dichloroethane
310

ug/kg 1.0 U R Yes1,4-Dioxane 6200

ug/kg 1.0 YesTrichloroethene 740

ug/kg 1.0 U U Yes
Methylcyclohexa

ne
310

ug/kg 1.0 U U Yes
1,2-

Dichloropropane
310

ug/kg 1.0 U U YesBromodichlorom 310

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Soil DEFAULT

18.148

VOA_Low_Med

EPW11037

E50D6

SB-304-SPN-04-12213

E50C0

12/16/2013

44049 DATAC

16:40:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U Yesethane 310

ug/kg 1.0 U U Yes
cis-1,3-

Dichloropropene
310

ug/kg 1.0 U U Yes
4-Methyl-2-
Pentanone

620

ug/kg 1.0 J U YesToluene 310

ug/kg 1.0 U U Yes
trans-1,3-

Dichloropropene
310

ug/kg 1.0 U U Yes
1,1,2-

Trichloroethane
310

ug/kg 1.0 J J Yes
Tetrachloroethen

e
16

ug/kg 1.0 U U Yes2-Hexanone 620

ug/kg 1.0 U U Yes
Dibromochlorom

ethane
310

ug/kg 1.0 U U Yes
1,2-

Dibromoethane
310

ug/kg 1.0 U U YesChlorobenzene 310

ug/kg 1.0 U U YesEthylbenzene 310

ug/kg 1.0 U U Yeso-Xylene 310

ug/kg 1.0 U U Yesm,p-Xylene 310

ug/kg 1.0 U U YesStyrene 310

ug/kg 1.0 U U YesBromoform 310

ug/kg 1.0 U U Yes
Isopropylbenzen

e
310

ug/kg 1.0 U U Yes
1,1,2,2-

Tetrachloroethan
e

310

ug/kg 1.0 U U Yes
1,3-

Dichlorobenzene
310

ug/kg 1.0 U U Yes
1,4-

Dichlorobenzene
310

ug/kg 1.0 U U Yes
1,2-

Dichlorobenzene
310

ug/kg 1.0 U U Yes
1,2-Dibromo-3-
chloropropane

310

ug/kg 1.0 U U Yes
1,2,4-

Trichlorobenzen
e

310

ug/kg 1.0 U U Yes
1,2,3-

Trichlorobenzen
e

310
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U Yes
Dichlorodifluoro

methane
4.5

ug/kg 1.0 U U YesChloromethane 4.5

ug/kg 1.0 U U YesVinyl chloride 4.5

ug/kg 1.0 U U YesBromomethane 4.5

ug/kg 1.0 U U YesChloroethane 4.5

ug/kg 1.0 U U Yes
Trichlorofluorom

ethane
4.5

ug/kg 1.0 U U Yes
1,1-

Dichloroethene
4.5

ug/kg 1.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

4.5

ug/kg 1.0 U U YesAcetone 9.0

ug/kg 1.0 U U YesCarbon disulfide 4.5

ug/kg 1.0 U U YesMethyl acetate 4.5

ug/kg 1.0 U U Yes
Methylene
chloride

4.5

ug/kg 1.0 U U Yes
trans-1,2-

Dichloroethene
4.5

ug/kg 1.0 U U Yes
Methyl tert-butyl

ether
4.5

ug/kg 1.0 U U Yes
1,1-

Dichloroethane
4.5

ug/kg 1.0 U U Yes
cis-1,2-

Dichloroethene
4.5

ug/kg 1.0 U U Yes2-Butanone 9.0

ug/kg 1.0 U U Yes
Bromochloromet

hane
4.5

ug/kg 1.0 B U YesChloroform 9.0

ug/kg 1.0 U U Yes
1,1,1-

Trichloroethane
4.5

ug/kg 1.0 U U YesCyclohexane 4.5

ug/kg 1.0 U U Yes
Carbon

tetrachloride
4.5

ug/kg 1.0 U U YesBenzene 4.5

ug/kg 1.0 U U Yes
1,2-

Dichloroethane
4.5

ug/kg 1.0 U R Yes1,4-Dioxane 90

ug/kg 1.0 J J YesTrichloroethene 0.51

ug/kg 1.0 U U Yes
Methylcyclohexa

ne
4.5

ug/kg 1.0 U U Yes
1,2-

Dichloropropane
4.5

ug/kg 1.0 U U YesBromodichlorom 4.5

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Soil DEFAULT

17.487

VOA_Low_Med

EPW11037

E50D7

SB-304-SPN-08-1213

E50C0

12/16/2013

44049 DATAC

17:00:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U Yesethane 4.5

ug/kg 1.0 U U Yes
cis-1,3-

Dichloropropene
4.5

ug/kg 1.0 U U Yes
4-Methyl-2-
Pentanone

9.0

ug/kg 1.0 J U YesToluene 4.5

ug/kg 1.0 U U Yes
trans-1,3-

Dichloropropene
4.5

ug/kg 1.0 U U Yes
1,1,2-

Trichloroethane
4.5

ug/kg 1.0 U Yes
Tetrachloroethen

e
4.5

ug/kg 1.0 U U Yes2-Hexanone 9.0

ug/kg 1.0 U U Yes
Dibromochlorom

ethane
4.5

ug/kg 1.0 U U Yes
1,2-

Dibromoethane
4.5

ug/kg 1.0 U U YesChlorobenzene 4.5

ug/kg 1.0 U U YesEthylbenzene 4.5

ug/kg 1.0 U U Yeso-Xylene 4.5

ug/kg 1.0 U U Yesm,p-Xylene 4.5

ug/kg 1.0 U U YesStyrene 4.5

ug/kg 1.0 U U YesBromoform 4.5

ug/kg 1.0 U U Yes
Isopropylbenzen

e
4.5

ug/kg 1.0 U U Yes
1,1,2,2-

Tetrachloroethan
e

4.5

ug/kg 1.0 U U Yes
1,3-

Dichlorobenzene
4.5

ug/kg 1.0 U U Yes
1,4-

Dichlorobenzene
4.5

ug/kg 1.0 U U Yes
1,2-

Dichlorobenzene
4.5

ug/kg 1.0 U U Yes
1,2-Dibromo-3-
chloropropane

4.5

ug/kg 1.0 U U Yes
1,2,4-

Trichlorobenzen
e

4.5

ug/kg 1.0 U U Yes
1,2,3-

Trichlorobenzen
e

4.5
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U Yes
Dichlorodifluoro

methane
5.2

ug/kg 1.0 U U YesChloromethane 5.2

ug/kg 1.0 U U YesVinyl chloride 5.2

ug/kg 1.0 U U YesBromomethane 5.2

ug/kg 1.0 U U YesChloroethane 5.2

ug/kg 1.0 U U Yes
Trichlorofluorom

ethane
5.2

ug/kg 1.0 U U Yes
1,1-

Dichloroethene
5.2

ug/kg 1.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

5.2

ug/kg 1.0 J J YesAcetone 2.1

ug/kg 1.0 U U YesCarbon disulfide 5.2

ug/kg 1.0 U U YesMethyl acetate 5.2

ug/kg 1.0 JB U Yes
Methylene
chloride

10

ug/kg 1.0 U U Yes
trans-1,2-

Dichloroethene
5.2

ug/kg 1.0 U U Yes
Methyl tert-butyl

ether
5.2

ug/kg 1.0 U U Yes
1,1-

Dichloroethane
5.2

ug/kg 1.0 U U Yes
cis-1,2-

Dichloroethene
5.2

ug/kg 1.0 U U Yes2-Butanone 10

ug/kg 1.0 U U Yes
Bromochloromet

hane
5.2

ug/kg 1.0 B U YesChloroform 10

ug/kg 1.0 U U Yes
1,1,1-

Trichloroethane
5.2

ug/kg 1.0 U U YesCyclohexane 5.2

ug/kg 1.0 U U Yes
Carbon

tetrachloride
5.2

ug/kg 1.0 U U YesBenzene 5.2

ug/kg 1.0 U U Yes
1,2-

Dichloroethane
5.2

ug/kg 1.0 U R Yes1,4-Dioxane 100

ug/kg 1.0 J J YesTrichloroethene 1.5

ug/kg 1.0 J J Yes
Methylcyclohexa

ne
0.30

ug/kg 1.0 U U Yes
1,2-

Dichloropropane
5.2

ug/kg 1.0 U U YesBromodichlorom 5.2

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Soil DEFAULT

16.761

VOA_Low_Med

EPW11037

E50D8

SB-304-SPN-08-1213D

E50C0

12/16/2013

44049 DATAC

17:00:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U Yesethane 5.2

ug/kg 1.0 U U Yes
cis-1,3-

Dichloropropene
5.2

ug/kg 1.0 U U Yes
4-Methyl-2-
Pentanone

10

ug/kg 1.0 U YesToluene 10

ug/kg 1.0 U U Yes
trans-1,3-

Dichloropropene
5.2

ug/kg 1.0 U U Yes
1,1,2-

Trichloroethane
5.2

ug/kg 1.0 J U Yes
Tetrachloroethen

e
5.2

ug/kg 1.0 U U Yes2-Hexanone 10

ug/kg 1.0 U U Yes
Dibromochlorom

ethane
5.2

ug/kg 1.0 U U Yes
1,2-

Dibromoethane
5.2

ug/kg 1.0 U U YesChlorobenzene 5.2

ug/kg 1.0 U U YesEthylbenzene 5.2

ug/kg 1.0 J J Yeso-Xylene 0.27

ug/kg 1.0 J J Yesm,p-Xylene 0.40

ug/kg 1.0 U U YesStyrene 5.2

ug/kg 1.0 U U YesBromoform 5.2

ug/kg 1.0 U U Yes
Isopropylbenzen

e
5.2

ug/kg 1.0 U U Yes
1,1,2,2-

Tetrachloroethan
e

5.2

ug/kg 1.0 U U Yes
1,3-

Dichlorobenzene
5.2

ug/kg 1.0 U U Yes
1,4-

Dichlorobenzene
5.2

ug/kg 1.0 U U Yes
1,2-

Dichlorobenzene
5.2

ug/kg 1.0 U U Yes
1,2-Dibromo-3-
chloropropane

5.2

ug/kg 1.0 U U Yes
1,2,4-

Trichlorobenzen
e

5.2

ug/kg 1.0 U U Yes
1,2,3-

Trichlorobenzen
e

5.2
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U Yes
Dichlorodifluoro

methane
4.9

ug/kg 1.0 U U YesChloromethane 4.9

ug/kg 1.0 U U YesVinyl chloride 4.9

ug/kg 1.0 U U YesBromomethane 4.9

ug/kg 1.0 U U YesChloroethane 4.9

ug/kg 1.0 U U Yes
Trichlorofluorom

ethane
4.9

ug/kg 1.0 U U Yes
1,1-

Dichloroethene
4.9

ug/kg 1.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

4.9

ug/kg 1.0 U U YesAcetone 9.8

ug/kg 1.0 U U YesCarbon disulfide 4.9

ug/kg 1.0 U U YesMethyl acetate 4.9

ug/kg 1.0 B U Yes
Methylene
chloride

20

ug/kg 1.0 U U Yes
trans-1,2-

Dichloroethene
4.9

ug/kg 1.0 U U Yes
Methyl tert-butyl

ether
4.9

ug/kg 1.0 U U Yes
1,1-

Dichloroethane
4.9

ug/kg 1.0 U U Yes
cis-1,2-

Dichloroethene
4.9

ug/kg 1.0 U U Yes2-Butanone 9.8

ug/kg 1.0 U U Yes
Bromochloromet

hane
4.9

ug/kg 1.0 JB U YesChloroform 4.9

ug/kg 1.0 U U Yes
1,1,1-

Trichloroethane
4.9

ug/kg 1.0 J J YesCyclohexane 0.47

ug/kg 1.0 U U Yes
Carbon

tetrachloride
4.9

ug/kg 1.0 U U YesBenzene 4.9

ug/kg 1.0 U U Yes
1,2-

Dichloroethane
4.9

ug/kg 1.0 U R Yes1,4-Dioxane 98

ug/kg 1.0 J J YesTrichloroethene 0.31

ug/kg 1.0 U U Yes
Methylcyclohexa

ne
4.9

ug/kg 1.0 U U Yes
1,2-

Dichloropropane
4.9

ug/kg 1.0 U U YesBromodichlorom 4.9

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Soil DEFAULT

17.473

VOA_Low_Med

EPW11037

E5124

SB-329-HOB-0.5-1213

E50C0

12/19/2013

44049 DATAC

17:40:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U Yesethane 4.9

ug/kg 1.0 U U Yes
cis-1,3-

Dichloropropene
4.9

ug/kg 1.0 U U Yes
4-Methyl-2-
Pentanone

9.8

ug/kg 1.0 YesToluene 11

ug/kg 1.0 U U Yes
trans-1,3-

Dichloropropene
4.9

ug/kg 1.0 U U Yes
1,1,2-

Trichloroethane
4.9

ug/kg 1.0 J U Yes
Tetrachloroethen

e
4.9

ug/kg 1.0 U U Yes2-Hexanone 9.8

ug/kg 1.0 U U Yes
Dibromochlorom

ethane
4.9

ug/kg 1.0 U U Yes
1,2-

Dibromoethane
4.9

ug/kg 1.0 U U YesChlorobenzene 4.9

ug/kg 1.0 J J YesEthylbenzene 0.36

ug/kg 1.0 J J Yeso-Xylene 0.51

ug/kg 1.0 J J Yesm,p-Xylene 1.2

ug/kg 1.0 U U YesStyrene 4.9

ug/kg 1.0 U U YesBromoform 4.9

ug/kg 1.0 U U Yes
Isopropylbenzen

e
4.9

ug/kg 1.0 U U Yes
1,1,2,2-

Tetrachloroethan
e

4.9

ug/kg 1.0 U U Yes
1,3-

Dichlorobenzene
4.9

ug/kg 1.0 U U Yes
1,4-

Dichlorobenzene
4.9

ug/kg 1.0 U U Yes
1,2-

Dichlorobenzene
4.9

ug/kg 1.0 U U Yes
1,2-Dibromo-3-
chloropropane

4.9

ug/kg 1.0 U U Yes
1,2,4-

Trichlorobenzen
e

4.9

ug/kg 1.0 U U Yes
1,2,3-

Trichlorobenzen
e

4.9
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 Yes
1,1-

Dichloroethene
55

ug/kg 1.0 U U Yes
Dichlorodifluoro

methane
4.9

ug/kg 1.0 YesBenzene 60

ug/kg 1.0 U U YesChloromethane 4.9

ug/kg 1.0 U U YesVinyl chloride 4.9

ug/kg 1.0 YesTrichloroethene 55

ug/kg 1.0 YesToluene 64

ug/kg 1.0 U U YesBromomethane 4.9

ug/kg 1.0 U U YesChloroethane 4.9

ug/kg 1.0 YesChlorobenzene 50

ug/kg 1.0 U U Yes
Trichlorofluorom

ethane
4.9

ug/kg 1.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

4.9

ug/kg 1.0 J J YesAcetone 1.4

ug/kg 1.0 U U YesCarbon disulfide 4.9

ug/kg 1.0 U U YesMethyl acetate 4.9

ug/kg 1.0 B U Yes
Methylene
chloride

9.9

ug/kg 1.0 U U Yes
trans-1,2-

Dichloroethene
4.9

ug/kg 1.0 U U Yes
Methyl tert-butyl

ether
4.9

ug/kg 1.0 U U Yes
1,1-

Dichloroethane
4.9

ug/kg 1.0 U U Yes
cis-1,2-

Dichloroethene
4.9

ug/kg 1.0 U U Yes2-Butanone 9.9

ug/kg 1.0 U U Yes
Bromochloromet

hane
4.9

ug/kg 1.0 B U YesChloroform 9.9

ug/kg 1.0 U U Yes
1,1,1-

Trichloroethane
4.9

ug/kg 1.0 J J YesCyclohexane 0.48

ug/kg 1.0 U U Yes
Carbon

tetrachloride
4.9

ug/kg 1.0 U U Yes
1,2-

Dichloroethane
4.9

ug/kg 1.0 U R Yes1,4-Dioxane 99

ug/kg 1.0 U U Yes
Methylcyclohexa

ne
4.9

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Soil DEFAULT

17.473

VOA_Low_Med

EPW11037

E5124MS

SB-329-HOB-0.5-1213

E50C0

12/19/2013

44049 DATAC

17:40:00
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U Yes
1,2-

Dichloropropane
4.9

ug/kg 1.0 U U Yes
Bromodichlorom

ethane
4.9

ug/kg 1.0 U U Yes
cis-1,3-

Dichloropropene
4.9

ug/kg 1.0 U U Yes
4-Methyl-2-
Pentanone

9.9

ug/kg 1.0 U U Yes
trans-1,3-

Dichloropropene
4.9

ug/kg 1.0 U U Yes
1,1,2-

Trichloroethane
4.9

ug/kg 1.0 J U Yes
Tetrachloroethen

e
4.9

ug/kg 1.0 U U Yes2-Hexanone 9.9

ug/kg 1.0 U U Yes
Dibromochlorom

ethane
4.9

ug/kg 1.0 U U Yes
1,2-

Dibromoethane
4.9

ug/kg 1.0 J J YesEthylbenzene 0.31

ug/kg 1.0 J J Yeso-Xylene 0.32

ug/kg 1.0 J J Yesm,p-Xylene 0.79

ug/kg 1.0 U U YesStyrene 4.9

ug/kg 1.0 U U YesBromoform 4.9

ug/kg 1.0 U U Yes
Isopropylbenzen

e
4.9

ug/kg 1.0 U U Yes
1,1,2,2-

Tetrachloroethan
e

4.9

ug/kg 1.0 U U Yes
1,3-

Dichlorobenzene
4.9

ug/kg 1.0 U U Yes
1,4-

Dichlorobenzene
4.9

ug/kg 1.0 U U Yes
1,2-

Dichlorobenzene
4.9

ug/kg 1.0 U U Yes
1,2-Dibromo-3-
chloropropane

4.9

ug/kg 1.0 U U Yes
1,2,4-

Trichlorobenzen
e

4.9

ug/kg 1.0 U U Yes
1,2,3-

Trichlorobenzen
e

4.9
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 Yes
1,1-

Dichloroethene
48

ug/kg 1.0 U U Yes
Dichlorodifluoro

methane
4.5

ug/kg 1.0 YesBenzene 52

ug/kg 1.0 U U YesChloromethane 4.5

ug/kg 1.0 U U YesVinyl chloride 4.5

ug/kg 1.0 YesTrichloroethene 50

ug/kg 1.0 U U YesBromomethane 4.5

ug/kg 1.0 YesToluene 55

ug/kg 1.0 U U YesChloroethane 4.5

ug/kg 1.0 YesChlorobenzene 46

ug/kg 1.0 U U Yes
Trichlorofluorom

ethane
4.5

ug/kg 1.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

4.5

ug/kg 1.0 U U YesAcetone 9.1

ug/kg 1.0 J J YesCarbon disulfide 0.27

ug/kg 1.0 U U YesMethyl acetate 4.5

ug/kg 1.0 JB U Yes
Methylene
chloride

9.1

ug/kg 1.0 U U Yes
trans-1,2-

Dichloroethene
4.5

ug/kg 1.0 U U Yes
Methyl tert-butyl

ether
4.5

ug/kg 1.0 U U Yes
1,1-

Dichloroethane
4.5

ug/kg 1.0 U U Yes
cis-1,2-

Dichloroethene
4.5

ug/kg 1.0 U U Yes2-Butanone 9.1

ug/kg 1.0 U U Yes
Bromochloromet

hane
4.5

ug/kg 1.0 B U YesChloroform 9.1

ug/kg 1.0 U U Yes
1,1,1-

Trichloroethane
4.5

ug/kg 1.0 U U YesCyclohexane 4.5

ug/kg 1.0 U U Yes
Carbon

tetrachloride
4.5

ug/kg 1.0 U U Yes
1,2-

Dichloroethane
4.5

ug/kg 1.0 U R Yes1,4-Dioxane 91

ug/kg 1.0 U U Yes
Methylcyclohexa

ne
4.5

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Soil DEFAULT

17.473

VOA_Low_Med

EPW11037

E5124MSD

SB-329-HOB-0.5-1213

E50C0

12/19/2013

44049 DATAC

17:40:00

 Page 47 09:56 Fri, Feb 7, 2014



Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U Yes
1,2-

Dichloropropane
4.5

ug/kg 1.0 U U Yes
Bromodichlorom

ethane
4.5

ug/kg 1.0 U U Yes
cis-1,3-

Dichloropropene
4.5

ug/kg 1.0 U U Yes
4-Methyl-2-
Pentanone

9.1

ug/kg 1.0 U U Yes
trans-1,3-

Dichloropropene
4.5

ug/kg 1.0 U U Yes
1,1,2-

Trichloroethane
4.5

ug/kg 1.0 J U Yes
Tetrachloroethen

e
4.5

ug/kg 1.0 U U Yes2-Hexanone 9.1

ug/kg 1.0 U U Yes
Dibromochlorom

ethane
4.5

ug/kg 1.0 U U Yes
1,2-

Dibromoethane
4.5

ug/kg 1.0 U U YesEthylbenzene 4.5

ug/kg 1.0 J J Yeso-Xylene 0.23

ug/kg 1.0 J J Yesm,p-Xylene 0.56

ug/kg 1.0 U U YesStyrene 4.5

ug/kg 1.0 U U YesBromoform 4.5

ug/kg 1.0 U U Yes
Isopropylbenzen

e
4.5

ug/kg 1.0 U U Yes
1,1,2,2-

Tetrachloroethan
e

4.5

ug/kg 1.0 U U Yes
1,3-

Dichlorobenzene
4.5

ug/kg 1.0 U U Yes
1,4-

Dichlorobenzene
4.5

ug/kg 1.0 U U Yes
1,2-

Dichlorobenzene
4.5

ug/kg 1.0 U U Yes
1,2-Dibromo-3-
chloropropane

4.5

ug/kg 1.0 U U Yes
1,2,4-

Trichlorobenzen
e

4.5

ug/kg 1.0 U U Yes
1,2,3-

Trichlorobenzen
e

4.5
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ug/kg 1.0 U U Yes
Dichlorodifluoro

methane
250

ug/kg 1.0 U U YesChloromethane 250

ug/kg 1.0 U U YesVinyl chloride 250

ug/kg 1.0 U U YesBromomethane 250

ug/kg 1.0 U U YesChloroethane 250

ug/kg 1.0 U U Yes
Trichlorofluorom

ethane
250

ug/kg 1.0 U U Yes
1,1-

Dichloroethene
250

ug/kg 1.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

250

ug/kg 1.0 J J YesAcetone 170

ug/kg 1.0 U U YesCarbon disulfide 250

ug/kg 1.0 U U YesMethyl acetate 250

ug/kg 1.0 J J Yes
Methylene
chloride

27

ug/kg 1.0 U U Yes
trans-1,2-

Dichloroethene
250

ug/kg 1.0 U U Yes
Methyl tert-butyl

ether
250

ug/kg 1.0 U U Yes
1,1-

Dichloroethane
250

ug/kg 1.0 U U Yes
cis-1,2-

Dichloroethene
250

ug/kg 1.0 J J Yes2-Butanone 240

ug/kg 1.0 U U Yes
Bromochloromet

hane
250

ug/kg 1.0 U U YesChloroform 250

ug/kg 1.0 U U Yes
1,1,1-

Trichloroethane
250

ug/kg 1.0 U U YesCyclohexane 250

ug/kg 1.0 U U Yes
Carbon

tetrachloride
250

ug/kg 1.0 U U YesBenzene 250

ug/kg 1.0 U U Yes
1,2-

Dichloroethane
250

ug/kg 1.0 U R Yes1,4-Dioxane 5000

ug/kg 1.0 U U YesTrichloroethene 250

ug/kg 1.0 U U Yes
Methylcyclohexa

ne
250

ug/kg 1.0 U U Yes
1,2-

Dichloropropane
250

ug/kg 1.0 U U YesBromodichlorom 250

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Soil DEFAULT

0.0

VOA_Low_Med

EPW11037

VBLKM1

E50C044049 DATAC
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ug/kg 1.0 U U Yesethane 250

ug/kg 1.0 U U Yes
cis-1,3-

Dichloropropene
250

ug/kg 1.0 U U Yes
4-Methyl-2-
Pentanone

500

ug/kg 1.0 U U YesToluene 250

ug/kg 1.0 U U Yes
trans-1,3-

Dichloropropene
250

ug/kg 1.0 U U Yes
1,1,2-

Trichloroethane
250

ug/kg 1.0 U U Yes
Tetrachloroethen

e
250

ug/kg 1.0 U U Yes2-Hexanone 500

ug/kg 1.0 U U Yes
Dibromochlorom

ethane
250

ug/kg 1.0 U U Yes
1,2-

Dibromoethane
250

ug/kg 1.0 U U YesChlorobenzene 250

ug/kg 1.0 U U YesEthylbenzene 250

ug/kg 1.0 U U Yeso-Xylene 250

ug/kg 1.0 U U Yesm,p-Xylene 250

ug/kg 1.0 J J YesStyrene 19

ug/kg 1.0 U U YesBromoform 250

ug/kg 1.0 U U Yes
Isopropylbenzen

e
250

ug/kg 1.0 U U Yes
1,1,2,2-

Tetrachloroethan
e

250

ug/kg 1.0 J J Yes
1,3-

Dichlorobenzene
18

ug/kg 1.0 J J Yes
1,4-

Dichlorobenzene
21

ug/kg 1.0 J J Yes
1,2-

Dichlorobenzene
21

ug/kg 1.0 U U Yes
1,2-Dibromo-3-
chloropropane

250

ug/kg 1.0 J J Yes
1,2,4-

Trichlorobenzen
e

37

ug/kg 1.0 J J Yes
1,2,3-

Trichlorobenzen
e

56
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ug/kg 1.0 U U Yes
Dichlorodifluoro

methane
5.0

ug/kg 1.0 U U YesChloromethane 5.0

ug/kg 1.0 U U YesVinyl chloride 5.0

ug/kg 1.0 U U YesBromomethane 5.0

ug/kg 1.0 U U YesChloroethane 5.0

ug/kg 1.0 U U Yes
Trichlorofluorom

ethane
5.0

ug/kg 1.0 U U Yes
1,1-

Dichloroethene
5.0

ug/kg 1.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

5.0

ug/kg 1.0 U U YesAcetone 10

ug/kg 1.0 J J YesCarbon disulfide 0.23

ug/kg 1.0 U U YesMethyl acetate 5.0

ug/kg 1.0 U U Yes
Methylene
chloride

5.0

ug/kg 1.0 U U Yes
trans-1,2-

Dichloroethene
5.0

ug/kg 1.0 U U Yes
Methyl tert-butyl

ether
5.0

ug/kg 1.0 U U Yes
1,1-

Dichloroethane
5.0

ug/kg 1.0 U U Yes
cis-1,2-

Dichloroethene
5.0

ug/kg 1.0 U U Yes2-Butanone 10

ug/kg 1.0 U U Yes
Bromochloromet

hane
5.0

ug/kg 1.0 J J YesChloroform 3.4

ug/kg 1.0 U U Yes
1,1,1-

Trichloroethane
5.0

ug/kg 1.0 U U YesCyclohexane 5.0

ug/kg 1.0 U U Yes
Carbon

tetrachloride
5.0

ug/kg 1.0 U U YesBenzene 5.0

ug/kg 1.0 U U Yes
1,2-

Dichloroethane
5.0

ug/kg 1.0 U R Yes1,4-Dioxane 100

ug/kg 1.0 U U YesTrichloroethene 5.0

ug/kg 1.0 U U Yes
Methylcyclohexa

ne
5.0

ug/kg 1.0 U U Yes
1,2-

Dichloropropane
5.0

ug/kg 1.0 U U YesBromodichlorom 5.0

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Soil DEFAULT

0.0

VOA_Low_Med

EPW11037

VBLKS1

E50C044049 DATAC
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ug/kg 1.0 U U Yesethane 5.0

ug/kg 1.0 U U Yes
cis-1,3-

Dichloropropene
5.0

ug/kg 1.0 U U Yes
4-Methyl-2-
Pentanone

10

ug/kg 1.0 U U YesToluene 5.0

ug/kg 1.0 U U Yes
trans-1,3-

Dichloropropene
5.0

ug/kg 1.0 U U Yes
1,1,2-

Trichloroethane
5.0

ug/kg 1.0 U U Yes
Tetrachloroethen

e
5.0

ug/kg 1.0 U U Yes2-Hexanone 10

ug/kg 1.0 U U Yes
Dibromochlorom

ethane
5.0

ug/kg 1.0 U U Yes
1,2-

Dibromoethane
5.0

ug/kg 1.0 U U YesChlorobenzene 5.0

ug/kg 1.0 U U YesEthylbenzene 5.0

ug/kg 1.0 U U Yeso-Xylene 5.0

ug/kg 1.0 U U Yesm,p-Xylene 5.0

ug/kg 1.0 U U YesStyrene 5.0

ug/kg 1.0 U U YesBromoform 5.0

ug/kg 1.0 U U Yes
Isopropylbenzen

e
5.0

ug/kg 1.0 U U Yes
1,1,2,2-

Tetrachloroethan
e

5.0

ug/kg 1.0 J J Yes
1,3-

Dichlorobenzene
0.21

ug/kg 1.0 J J Yes
1,4-

Dichlorobenzene
0.27

ug/kg 1.0 J J Yes
1,2-

Dichlorobenzene
0.25

ug/kg 1.0 U U Yes
1,2-Dibromo-3-
chloropropane

5.0

ug/kg 1.0 J J Yes
1,2,4-

Trichlorobenzen
e

0.61

ug/kg 1.0 J J Yes
1,2,3-

Trichlorobenzen
e

0.78
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ug/kg 1.0 U U Yes
Dichlorodifluoro

methane
5.0

ug/kg 1.0 U U YesChloromethane 5.0

ug/kg 1.0 U U YesVinyl chloride 5.0

ug/kg 1.0 U U YesBromomethane 5.0

ug/kg 1.0 U U YesChloroethane 5.0

ug/kg 1.0 U U Yes
Trichlorofluorom

ethane
5.0

ug/kg 1.0 U U Yes
1,1-

Dichloroethene
5.0

ug/kg 1.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

5.0

ug/kg 1.0 U U YesAcetone 10

ug/kg 1.0 U U YesCarbon disulfide 5.0

ug/kg 1.0 U U YesMethyl acetate 5.0

ug/kg 1.0 J J Yes
Methylene
chloride

0.58

ug/kg 1.0 U U Yes
trans-1,2-

Dichloroethene
5.0

ug/kg 1.0 U U Yes
Methyl tert-butyl

ether
5.0

ug/kg 1.0 U U Yes
1,1-

Dichloroethane
5.0

ug/kg 1.0 U U Yes
cis-1,2-

Dichloroethene
5.0

ug/kg 1.0 U U Yes2-Butanone 10

ug/kg 1.0 U U Yes
Bromochloromet

hane
5.0

ug/kg 1.0 J J YesChloroform 4.3

ug/kg 1.0 U U Yes
1,1,1-

Trichloroethane
5.0

ug/kg 1.0 U U YesCyclohexane 5.0

ug/kg 1.0 U U Yes
Carbon

tetrachloride
5.0

ug/kg 1.0 U U YesBenzene 5.0

ug/kg 1.0 U U Yes
1,2-

Dichloroethane
5.0

ug/kg 1.0 U R Yes1,4-Dioxane 100

ug/kg 1.0 U U YesTrichloroethene 5.0

ug/kg 1.0 U U Yes
Methylcyclohexa

ne
5.0

ug/kg 1.0 U U Yes
1,2-

Dichloropropane
5.0

ug/kg 1.0 U U YesBromodichlorom 5.0

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Soil DEFAULT

0.0

VOA_Low_Med

EPW11037

VBLKS2

E50C044049 DATAC

 Page 53 09:56 Fri, Feb 7, 2014
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ug/kg 1.0 U U Yesethane 5.0

ug/kg 1.0 U U Yes
cis-1,3-

Dichloropropene
5.0

ug/kg 1.0 U U Yes
4-Methyl-2-
Pentanone

10

ug/kg 1.0 U U YesToluene 5.0

ug/kg 1.0 U U Yes
trans-1,3-

Dichloropropene
5.0

ug/kg 1.0 U U Yes
1,1,2-

Trichloroethane
5.0

ug/kg 1.0 U U Yes
Tetrachloroethen

e
5.0

ug/kg 1.0 U U Yes2-Hexanone 10

ug/kg 1.0 U U Yes
Dibromochlorom

ethane
5.0

ug/kg 1.0 U U Yes
1,2-

Dibromoethane
5.0

ug/kg 1.0 U U YesChlorobenzene 5.0

ug/kg 1.0 U U YesEthylbenzene 5.0

ug/kg 1.0 U U Yeso-Xylene 5.0

ug/kg 1.0 U U Yesm,p-Xylene 5.0

ug/kg 1.0 U U YesStyrene 5.0

ug/kg 1.0 U U YesBromoform 5.0

ug/kg 1.0 U U Yes
Isopropylbenzen

e
5.0

ug/kg 1.0 U U Yes
1,1,2,2-

Tetrachloroethan
e

5.0

ug/kg 1.0 U U Yes
1,3-

Dichlorobenzene
5.0

ug/kg 1.0 U U Yes
1,4-

Dichlorobenzene
5.0

ug/kg 1.0 U U Yes
1,2-

Dichlorobenzene
5.0

ug/kg 1.0 U U Yes
1,2-Dibromo-3-
chloropropane

5.0

ug/kg 1.0 U U Yes
1,2,4-

Trichlorobenzen
e

5.0

ug/kg 1.0 U U Yes
1,2,3-

Trichlorobenzen
e

5.0
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ug/kg 1.0 U U Yes
Dichlorodifluoro

methane
5.0

ug/kg 1.0 U U YesChloromethane 5.0

ug/kg 1.0 U U YesVinyl chloride 5.0

ug/kg 1.0 U U YesBromomethane 5.0

ug/kg 1.0 U U YesChloroethane 5.0

ug/kg 1.0 U U Yes
Trichlorofluorom

ethane
5.0

ug/kg 1.0 U U Yes
1,1-

Dichloroethene
5.0

ug/kg 1.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

5.0

ug/kg 1.0 U U YesAcetone 10

ug/kg 1.0 U U YesCarbon disulfide 5.0

ug/kg 1.0 U U YesMethyl acetate 5.0

ug/kg 1.0 J J Yes
Methylene
chloride

0.39

ug/kg 1.0 U U Yes
trans-1,2-

Dichloroethene
5.0

ug/kg 1.0 U U Yes
Methyl tert-butyl

ether
5.0

ug/kg 1.0 U U Yes
1,1-

Dichloroethane
5.0

ug/kg 1.0 U U Yes
cis-1,2-

Dichloroethene
5.0

ug/kg 1.0 U U Yes2-Butanone 10

ug/kg 1.0 U U Yes
Bromochloromet

hane
5.0

ug/kg 1.0 J J YesChloroform 3.6

ug/kg 1.0 U U Yes
1,1,1-

Trichloroethane
5.0

ug/kg 1.0 U U YesCyclohexane 5.0

ug/kg 1.0 U U Yes
Carbon

tetrachloride
5.0

ug/kg 1.0 U U YesBenzene 5.0

ug/kg 1.0 U U Yes
1,2-

Dichloroethane
5.0

ug/kg 1.0 U R Yes1,4-Dioxane 100

ug/kg 1.0 U U YesTrichloroethene 5.0

ug/kg 1.0 U U Yes
Methylcyclohexa

ne
5.0

ug/kg 1.0 U U Yes
1,2-

Dichloropropane
5.0

ug/kg 1.0 U U YesBromodichlorom 5.0

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Soil DEFAULT

0.0

VOA_Low_Med

EPW11037

VBLKS3

E50C044049 DATAC
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U Yesethane 5.0

ug/kg 1.0 U U Yes
cis-1,3-

Dichloropropene
5.0

ug/kg 1.0 U U Yes
4-Methyl-2-
Pentanone

10

ug/kg 1.0 U U YesToluene 5.0

ug/kg 1.0 U U Yes
trans-1,3-

Dichloropropene
5.0

ug/kg 1.0 U U Yes
1,1,2-

Trichloroethane
5.0

ug/kg 1.0 U U Yes
Tetrachloroethen

e
5.0

ug/kg 1.0 U U Yes2-Hexanone 10

ug/kg 1.0 U U Yes
Dibromochlorom

ethane
5.0

ug/kg 1.0 U U Yes
1,2-

Dibromoethane
5.0

ug/kg 1.0 U U YesChlorobenzene 5.0

ug/kg 1.0 U U YesEthylbenzene 5.0

ug/kg 1.0 U U Yeso-Xylene 5.0

ug/kg 1.0 U U Yesm,p-Xylene 5.0

ug/kg 1.0 U U YesStyrene 5.0

ug/kg 1.0 U U YesBromoform 5.0

ug/kg 1.0 U U Yes
Isopropylbenzen

e
5.0

ug/kg 1.0 U U Yes
1,1,2,2-

Tetrachloroethan
e

5.0

ug/kg 1.0 U U Yes
1,3-

Dichlorobenzene
5.0

ug/kg 1.0 U U Yes
1,4-

Dichlorobenzene
5.0

ug/kg 1.0 U U Yes
1,2-

Dichlorobenzene
5.0

ug/kg 1.0 U U Yes
1,2-Dibromo-3-
chloropropane

5.0

ug/kg 1.0 J J Yes
1,2,4-

Trichlorobenzen
e

0.49

ug/kg 1.0 J J Yes
1,2,3-

Trichlorobenzen
e

0.64
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ug/kg 1.0 U U Yes
Dichlorodifluoro

methane
5.0

ug/kg 1.0 U U YesChloromethane 5.0

ug/kg 1.0 U U YesVinyl chloride 5.0

ug/kg 1.0 U U YesBromomethane 5.0

ug/kg 1.0 U U YesChloroethane 5.0

ug/kg 1.0 U U Yes
Trichlorofluorom

ethane
5.0

ug/kg 1.0 U U Yes
1,1-

Dichloroethene
5.0

ug/kg 1.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

5.0

ug/kg 1.0 U U YesAcetone 10

ug/kg 1.0 U U YesCarbon disulfide 5.0

ug/kg 1.0 U U YesMethyl acetate 5.0

ug/kg 1.0 U U Yes
Methylene
chloride

5.0

ug/kg 1.0 U U Yes
trans-1,2-

Dichloroethene
5.0

ug/kg 1.0 U U Yes
Methyl tert-butyl

ether
5.0

ug/kg 1.0 U U Yes
1,1-

Dichloroethane
5.0

ug/kg 1.0 U U Yes
cis-1,2-

Dichloroethene
5.0

ug/kg 1.0 U U Yes2-Butanone 10

ug/kg 1.0 U U Yes
Bromochloromet

hane
5.0

ug/kg 1.0 J J YesChloroform 2.8

ug/kg 1.0 U U Yes
1,1,1-

Trichloroethane
5.0

ug/kg 1.0 U U YesCyclohexane 5.0

ug/kg 1.0 U U Yes
Carbon

tetrachloride
5.0

ug/kg 1.0 U U YesBenzene 5.0

ug/kg 1.0 U U Yes
1,2-

Dichloroethane
5.0

ug/kg 1.0 U R Yes1,4-Dioxane 100

ug/kg 1.0 U U YesTrichloroethene 5.0

ug/kg 1.0 U U Yes
Methylcyclohexa

ne
5.0

ug/kg 1.0 U U Yes
1,2-

Dichloropropane
5.0

ug/kg 1.0 U U YesBromodichlorom 5.0

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Soil DEFAULT

0.0

VOA_Low_Med

EPW11037

VBLKS4

E50C044049 DATAC
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U Yesethane 5.0

ug/kg 1.0 U U Yes
cis-1,3-

Dichloropropene
5.0

ug/kg 1.0 U U Yes
4-Methyl-2-
Pentanone

10

ug/kg 1.0 U U YesToluene 5.0

ug/kg 1.0 U U Yes
trans-1,3-

Dichloropropene
5.0

ug/kg 1.0 U U Yes
1,1,2-

Trichloroethane
5.0

ug/kg 1.0 U U Yes
Tetrachloroethen

e
5.0

ug/kg 1.0 U U Yes2-Hexanone 10

ug/kg 1.0 U U Yes
Dibromochlorom

ethane
5.0

ug/kg 1.0 U U Yes
1,2-

Dibromoethane
5.0

ug/kg 1.0 U U YesChlorobenzene 5.0

ug/kg 1.0 U U YesEthylbenzene 5.0

ug/kg 1.0 U U Yeso-Xylene 5.0

ug/kg 1.0 U U Yesm,p-Xylene 5.0

ug/kg 1.0 U U YesStyrene 5.0

ug/kg 1.0 U U YesBromoform 5.0

ug/kg 1.0 U U Yes
Isopropylbenzen

e
5.0

ug/kg 1.0 U U Yes
1,1,2,2-

Tetrachloroethan
e

5.0

ug/kg 1.0 U U Yes
1,3-

Dichlorobenzene
5.0

ug/kg 1.0 U U Yes
1,4-

Dichlorobenzene
5.0

ug/kg 1.0 U U Yes
1,2-

Dichlorobenzene
5.0

ug/kg 1.0 U U Yes
1,2-Dibromo-3-
chloropropane

5.0

ug/kg 1.0 J J Yes
1,2,4-

Trichlorobenzen
e

0.43

ug/kg 1.0 J J Yes
1,2,3-

Trichlorobenzen
e

0.59
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U Yes
Dichlorodifluoro

methane
250

ug/kg 1.0 U U YesChloromethane 250

ug/kg 1.0 U U YesVinyl chloride 250

ug/kg 1.0 U U YesBromomethane 250

ug/kg 1.0 U U YesChloroethane 250

ug/kg 1.0 U U Yes
Trichlorofluorom

ethane
250

ug/kg 1.0 U U Yes
1,1-

Dichloroethene
250

ug/kg 1.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

250

ug/kg 1.0 JB U YesAcetone 1000

ug/kg 1.0 U U YesCarbon disulfide 250

ug/kg 1.0 U U YesMethyl acetate 250

ug/kg 1.0 JB U Yes
Methylene
chloride

500

ug/kg 1.0 U U Yes
trans-1,2-

Dichloroethene
250

ug/kg 1.0 U U Yes
Methyl tert-butyl

ether
250

ug/kg 1.0 U U Yes
1,1-

Dichloroethane
250

ug/kg 1.0 U U Yes
cis-1,2-

Dichloroethene
250

ug/kg 1.0 U U Yes2-Butanone 500

ug/kg 1.0 U U Yes
Bromochloromet

hane
250

ug/kg 1.0 U U YesChloroform 250

ug/kg 1.0 U U Yes
1,1,1-

Trichloroethane
250

ug/kg 1.0 U U YesCyclohexane 250

ug/kg 1.0 U U Yes
Carbon

tetrachloride
250

ug/kg 1.0 U U YesBenzene 250

ug/kg 1.0 U U Yes
1,2-

Dichloroethane
250

ug/kg 1.0 U R Yes1,4-Dioxane 5000

ug/kg 1.0 U U YesTrichloroethene 250

ug/kg 1.0 U U Yes
Methylcyclohexa

ne
250

ug/kg 1.0 U U Yes
1,2-

Dichloropropane
250

ug/kg 1.0 U U YesBromodichlorom 250

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Soil DEFAULT

0.0

VOA_Low_Med

EPW11037

VHBLKM1

E50C044049 DATAC
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U Yesethane 250

ug/kg 1.0 U U Yes
cis-1,3-

Dichloropropene
250

ug/kg 1.0 U U Yes
4-Methyl-2-
Pentanone

500

ug/kg 1.0 J J YesToluene 11

ug/kg 1.0 U U Yes
trans-1,3-

Dichloropropene
250

ug/kg 1.0 U U Yes
1,1,2-

Trichloroethane
250

ug/kg 1.0 U U Yes
Tetrachloroethen

e
250

ug/kg 1.0 U U Yes2-Hexanone 500

ug/kg 1.0 U U Yes
Dibromochlorom

ethane
250

ug/kg 1.0 U U Yes
1,2-

Dibromoethane
250

ug/kg 1.0 U U YesChlorobenzene 250

ug/kg 1.0 U U YesEthylbenzene 250

ug/kg 1.0 U U Yeso-Xylene 250

ug/kg 1.0 U U Yesm,p-Xylene 250

ug/kg 1.0 U U YesStyrene 250

ug/kg 1.0 U U YesBromoform 250

ug/kg 1.0 U U Yes
Isopropylbenzen

e
250

ug/kg 1.0 U U Yes
1,1,2,2-

Tetrachloroethan
e

250

ug/kg 1.0 U U Yes
1,3-

Dichlorobenzene
250

ug/kg 1.0 U U Yes
1,4-

Dichlorobenzene
250

ug/kg 1.0 U U Yes
1,2-

Dichlorobenzene
250

ug/kg 1.0 U U Yes
1,2-Dibromo-3-
chloropropane

250

ug/kg 1.0 U U Yes
1,2,4-

Trichlorobenzen
e

250

ug/kg 1.0 U U Yes
1,2,3-

Trichlorobenzen
e

250
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U Yes
Dichlorodifluoro

methane
5.0

ug/kg 1.0 U U YesChloromethane 5.0

ug/kg 1.0 U U YesVinyl chloride 5.0

ug/kg 1.0 U U YesBromomethane 5.0

ug/kg 1.0 U U YesChloroethane 5.0

ug/kg 1.0 U U Yes
Trichlorofluorom

ethane
5.0

ug/kg 1.0 U U Yes
1,1-

Dichloroethene
5.0

ug/kg 1.0 U U Yes
1,1,2-Trichloro-

1,2,2-
trifluoroethane

5.0

ug/kg 1.0 U U YesAcetone 10

ug/kg 1.0 U U YesCarbon disulfide 5.0

ug/kg 1.0 U U YesMethyl acetate 5.0

ug/kg 1.0 U U Yes
Methylene
chloride

5.0

ug/kg 1.0 U U Yes
trans-1,2-

Dichloroethene
5.0

ug/kg 1.0 U U Yes
Methyl tert-butyl

ether
5.0

ug/kg 1.0 U U Yes
1,1-

Dichloroethane
5.0

ug/kg 1.0 U U Yes
cis-1,2-

Dichloroethene
5.0

ug/kg 1.0 U U Yes2-Butanone 10

ug/kg 1.0 U U Yes
Bromochloromet

hane
5.0

ug/kg 1.0 JB U YesChloroform 5.0

ug/kg 1.0 U U Yes
1,1,1-

Trichloroethane
5.0

ug/kg 1.0 U U YesCyclohexane 5.0

ug/kg 1.0 U U Yes
Carbon

tetrachloride
5.0

ug/kg 1.0 U U YesBenzene 5.0

ug/kg 1.0 U U Yes
1,2-

Dichloroethane
5.0

ug/kg 1.0 U R Yes1,4-Dioxane 100

ug/kg 1.0 U U YesTrichloroethene 5.0

ug/kg 1.0 U U Yes
Methylcyclohexa

ne
5.0

ug/kg 1.0 U U Yes
1,2-

Dichloropropane
5.0

ug/kg 1.0 U U YesBromodichlorom 5.0

SDG No:Contract: Lab Code:Case No:

pH: Sample Time:Sample Date:Sample Location:

%  Solids :%  Moisture :

MA Number:Matrix:Method:Sample Number: Soil DEFAULT

0.0

VOA_Low_Med

EPW11037

VHBLKS1

E50C044049 DATAC
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Units Dilution Factor Lab Flag Validation ReportableAnalyte Name Validation LevelResult

ug/kg 1.0 U U Yesethane 5.0

ug/kg 1.0 U U Yes
cis-1,3-

Dichloropropene
5.0

ug/kg 1.0 U U Yes
4-Methyl-2-
Pentanone

10

ug/kg 1.0 J J YesToluene 0.64

ug/kg 1.0 U U Yes
trans-1,3-

Dichloropropene
5.0

ug/kg 1.0 U U Yes
1,1,2-

Trichloroethane
5.0

ug/kg 1.0 J J Yes
Tetrachloroethen

e
0.30

ug/kg 1.0 U U Yes2-Hexanone 10

ug/kg 1.0 U U Yes
Dibromochlorom

ethane
5.0

ug/kg 1.0 U U Yes
1,2-

Dibromoethane
5.0

ug/kg 1.0 U U YesChlorobenzene 5.0

ug/kg 1.0 U U YesEthylbenzene 5.0

ug/kg 1.0 U U Yeso-Xylene 5.0

ug/kg 1.0 U U Yesm,p-Xylene 5.0

ug/kg 1.0 U U YesStyrene 5.0

ug/kg 1.0 U U YesBromoform 5.0

ug/kg 1.0 U U Yes
Isopropylbenzen

e
5.0

ug/kg 1.0 U U Yes
1,1,2,2-

Tetrachloroethan
e

5.0

ug/kg 1.0 U U Yes
1,3-

Dichlorobenzene
5.0

ug/kg 1.0 U U Yes
1,4-

Dichlorobenzene
5.0

ug/kg 1.0 U U Yes
1,2-

Dichlorobenzene
5.0

ug/kg 1.0 U U Yes
1,2-Dibromo-3-
chloropropane

5.0

ug/kg 1.0 U U Yes
1,2,4-

Trichlorobenzen
e

5.0

ug/kg 1.0 U U Yes
1,2,3-

Trichlorobenzen
e

5.0
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